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1. 


INTRODUCTION 


The  purpose  of  this  contract  is  to  develop  an  improved 
approach  to  the  communication-electronic  system  integration  problem 
from  an  electromagnetic  interference  (EMI)  standpoint.  Specifi¬ 
cally,  the  effort  is  directed  toward  investigating  the  use  of 
broadband  measurement  techniques  and  computerized  analytical  tools 
such  as  the  Intrasystem  Electromagnetic  Compatibility  Analysis 
Program  (IEMCAP)  in  conjunction  with  the  overall  electromagnetic 
compatibility  (EMC)  test  procedures  of  MIL-STD-461  and  -462  to 
develop  a  more  meaningful  and  economical  approach  to  defining  the 
system  EMI  problems.  The  analytical  techniques  will  provide 
guidance  and  insight  into  the  system  characteristics  which  will 
allow  for  effective  utilization  of  measurement  resources  and  time. 
The  results  will  lead  to  the  establishment  of  an  interactive 
EMI/EMC  analysis  and  measurement  procedure  which  will  provide  the 
basis  for  a  meaningful  EMI  intrasystem  measurement  standard.  In 
developing  this  procedure,  an  attempt  was  made  to  limit  the 
measurement  requirements  to  those  which  are  necessary  and  at  the 
same  time  sufficient  to  ensure  electromagnetic  compatibility. 

The  effort  is  divided  into  three  categories  (Analysis, 
Measurements,  and  EMI/EMC  Considerations)  which  are  divided  into 
subtasks  as  shown  below. 

Analysis  Substasks 

•  Definition  of  Equipment  Parameter  Data  needed 
for  IEMCAP  inputs. 

•  Limitations  of  IEMCAP  program. 

•  Applicability  of  IEMCAP  to  systems  analysis. 

Measurement  Subtasks 

•  The  use  of  pre -detect  ion  and  post  -  detect  ion  bandwidth 
control  to  establish  an  Impulse/CW  Response  Ratio 
that  enables  narrowband  and  broadband  measurements 

to  be  combined  into  a  single  measurement. 


•  Evaluation  of  the  accuracy  obtainable  with  Broadband 
Measurement  Techniques. 

•  Improved  means  for  extrapolation  of  measurement 
distances  so  that  data  obtained  from  radiated 
measurements  may  be  applied  to  other  distances  than 
those  actually  used  in  the  measurements. 

EMI/EMC  Considerations 

•  Presentation  of  a  draft  Intrasystem  Measurement 
Standard  that  utilizes  the  techniques  of  analysis 
and  measurement  developed  in  this  task. 

•  Develop  a  plan  to  verify  the  methodology  presented. 

This  report  is  the  final  report  on  the  subject  contract. 

A  summary  of  the  major  project  accomplishments,  recommendat ions , 
and  conclusions  is  presented  in  Section  2.0.  A  detailed  de¬ 
scription  of  the  work  performed  during  the  fourth  and  final 
quarter  is  presented  in  Section  3.0.  Appendices  I  and  II  present 
a  draft  Intrasystem  Measurement  Standard  and  a  Recommended  Test 
Program  for  Validating  the  Methodology. 
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SUMMARY  AND  CONCLUSIONS 


2  . 

The  present  method  of  incorporating  EMC  considerations 
into  system  design  consists  of  applying  the  rigid  limits  of 
MIL-STD-461A  to  the  individual  equipments/subsystems  which  comprise 
the  total  system.  Compliance  with  these  limits  is  ensured  by 
testing  the  individual  units  in  accordance  with  MIL-STD-462.  Total 
system  EMC  is  ensured  by  performing  system  tests  which  investigate 
every  potential  EMI  susceptibility  of  the  actual  system  via  the 
mechanisms  inherent  in  the  actual  system  in  accordance  with  the 
requirements  of  MIL-E-6051D. 

Although  the  present  approach  does  ensure  that  EMC  con¬ 
siderations  are  incorporated  into  system  design,  it  often  proves 
to  be  costly  and  time  consuming.  Some  of  the  specific  problems 
with  the  present  approach  to  overall  system  EMC  result  from  the 
fact  that  the  standards  are  general.  Therefore,  the  application 
of  these  standards  to  a  specific  system  does  not  guarantee  system 
EMC  and  in  many  cases  will  result  in  considerable  over-design  or 
under-design.  Also,  because  the  standards  are  general,  their 
application  to  a  specific  system  may  result  in  considerable  un¬ 
necessary  testing. 

To  illustrate  some  of  the  problems  associated  with  the 
concept  of  applying  MIL-STD-461  type  limits  to  equipments  that 
will  be  used  in  a  specific  type  of  system  consider  the  situation 
shown  in  Figure  1.  This  figure  shows  that  the  Radiated 
Susceptibility  Limits  (RS03  §  RS04)  are  120  dB/uV/meter  while  the 
Radiated  Emission  Limits  (RE02)  range  from  20  dB/yV/meter  to 
60  dB/yV/meter.  This  means  that  there  is  a  60  dB  to  100  dB 
difference  between  allowable  unrequired  emissions  and  suscepti¬ 
bilities.  Part  of  the  rationale  behind  the  large  difference 
between  radiated  emission  and  susceptibility  limits  is  that  the 
radiated  susceptibility  limits  are  intended  to  protect  the  equip¬ 
ments  against  intentional  radiations  which  may  be  present  within 
the  system  and  the  radiated  emission  limits  are  intended  to 
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protect  against  EMI  at  intentional  receptor  frequencies.  The 
figure  shows  a  hypothetical  emission  and  susceptibility  spectrum 
for  a  specific  system  to  help  illustrate  the  overall  situation. 
Referring  to  the  figure,  it  may  be  seen  that  relatively  stringent 
limits  are  required  at  frequencies  of  intentional  emissions  or 
susceptibilities  whereas  the  limits  could  be  considerably  relaxed 
over  the  remainder  of  the  spectrum.  This  figure  suggests 
"tailoring”  the  limits  to  the  specific  critical  emission  or 
receptor  frequencies  and  establishing  relaxed  limits  over  the 
remainder  of  the  frequency  band.  The  efforts  on- this  contract 
investigated  the  use  of  EMC  analysis  for  defining  EMC  requirements 
at  critical  frequencies,  and  broadband  measurement  techniques  for 
testing  over  the  remainder  of  the  frequency  band  to  provide  a 
more  cost  effective  approach  to  system  level  EMC. 

The  use  of  a  computer  EMC  analysis  program, such  as  that 
provided  by  the  IEMCAP,  to  identify  critical  system  frequencies 
and  to  define  the  EMC  requirements  at  those  frequencies  appears 
feasible.  An  in-depth  look  at  the  input  data  requirements  for 
IEMCAP,  limitations  of  the  present  program,  and  applicability  of 
IEMCAP  for  analyzing  the  EMC  of  a  given  system  is  presented.  The 
input  data  required  for  IEMCAP  does  not  appear  to  be  overly 
excessive  in  terms  of  the  amount  of  data  required  to  perform  a 
system  EMC  analysis.  However,  some  of  the  required  data,  e.g., 
out-of-band  emissions  and  susceptibilities,  or  wire  type  and 
routing,  may  be  difficult  to  obtain  in  the  early  stages  of  system 
development  and  thus  there  remains  a  questionable  area  that  must 
be  resolved.  Also,  a  data  collection  philosophy  needs  to  be 
established  for  Army  system  procurements. 

There  are  several  limitations  associated  with  the  present 
IEMCAP.  These  limitations  in  the  program  may  be  considered  as 
resulting  from  the  following: 

•  State -of -the -Art  Modeling  Capability 

•  Stringent  Computer  Requirements 

•  Air  Force  Systems  Requirements 
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Overall  the  program  limitations  are  as  appropriate  to  applying 
IEMCAP  to  Army  systems  as  they  are  to  Air  Force  systems.  However, 
it  is  recognized  from  this  study  that  some  modifications  of  the 
IEMCAP  are  necessary  for  handling  Army  systems.  Modifications 
considered  to  date  consist  of  the  following: 

•  System  Geometry  Structure 

•  Antenna  Coupling  Models  which  Account  for 
Diffraction  and  Shading  Factors  Associated 
with  Army  Structures 

•  Specfication  Generation  Philosophy 

The  overall  result  of  the  IEMCAP  feasibility  study  to  date 
is  that  the  IEMCAP  should  be  used  as  an  integral  part  of  the  over¬ 
all  test  procedure.  Further  study  beyond  this  point  is  required 
in  the  following  areas: 

•  Philosophy  for  using  the  IEMCAP 

•  Data  collection  with  regard  to  Army 
System  Procurements 

•  Other  possible  modifications  to  IEMCAP 

to  make  it  more  efficient  for  use  by  the  Army 

Some  of  the  questions  and  problems  associated  with  the  above  efforts 
will  require  inputs  from  Army  personnel.  Possibly,  some  actual 
experience  on  implementing  the  IEMCAP  on  an  Army  system  will  be 
required  to  provide  the  answers. 

A  system  for  performing  broadband  measurements  of  EMI  over 
the  range  from  below  14  kHz  to  above  100  GHz  in  eleven  bands  without 
tuning  has  been  shown  to  be  physically  realizable.  The  output 
indication  from  such  a  system  would  be  in  units,  such  as  decibels, 
relative  to  some  specification  limit.  This  implies  that  a  thres¬ 
hold  detector  set  at  the  specification  limit  would  produce  a 
go/no-go  indication  of  the  passage  or  failure  of  an  EMI  test  of  the 
general  type  presently  required  by  MIL-STD-461.  For  such  an  indi¬ 
cation  to  be  meaningful  without  prior  knowledge  of  the  nature  of 
the  emissions,  all  of  the  ramifications  of  the  measurement  speci¬ 
fication  must  be  incorporated  into  the  measurement  hardware. 
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This  will  be  possible  only  if  a  new  Broadband  Measurement  Speci¬ 
fication  is  written  around  measurement  hardware  designed  to  meet 
certain  specific  criteria. 

The  first  criteria  of  importance  is  frequency  response. 

The  Broadband  Measurement  System  is  realizable  with  flat  fre¬ 
quency  response  to  conducted  emissions  over  the  range  14  kHz 
(or  below)  to  100  GHz  (and  above)  .  This  flat  conducted  response 
can  then  be  translated  to  radiated  response  by  superimposing 
broadband  antenna  factors  which,  because  of  physical  limitations 
on  antennas,  will  dictate  the  shape  of  the  specification  curves 
for  radiated  emissions.  At  the  present  state-of-the-art, 
antennas  may  be  physically  realized  with  flat  antenna  factors  up 
to  100  MHz  (active  antennas)  and  with  antenna  factors  which  in¬ 
crease  at  the  rate  of  6  dB/octave  (constant  gain)  above  100  MHz. 
Once  band  edges  have  been  established  (the  band  edges  in  the 
hypothetical  Broadband  Measurement  System  occur  at  14  kHz,  0.1, 

1,  4,  7,  10,  18,  26.5,  40,  60,  90  and  100  GHz),  they  will  have  to 
be  standardized  so  that  consistent  results  can  be  obtained  when 
measuring  broadband  emissions  which  overlap  the  band  edges. 

The  second  criteria  of  importance  is  the  ratio  of  narrow- 
band  to  broadband  responses.  This  ratio  can  be  specified  for  CW 
ind  impulse  signals  and  controlled  by  adjusting  the  ratio  of  pre¬ 
detection  to  post -detec t ion  bandwidth  in  a  crystal -video  receiver. 
The  approximate  bandwidths  required  can  be  calculated  using  equa¬ 
tions  presented  herein.  The  actual  system  must  incorporate  adjust¬ 
able  post-detection  bandwidths  so  that  thresholds  can  be  accurately 
set  to  CW  and  impulse  signals  during  calibration.  The  responses  to 
other  types  of  signals  should  then  fall  into  place.  Digital 
filtering  in  a  microcomputer  would  be  ideal  for  the  final  bandwidth 
adjustment . 

The  third  criteria  of  importance  is  dynamic  range.  The 
Broadband  Measurement  System  should  accept  any  type  of  signal  for 
which  there  is  a  narrowband  or  broadband  specification  limit, 
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at  the  level  corresponding  to  the  limit,  without  saturation. 
Failure  to  do  so  will  result  in  the  system  ignoring  emissions 
which  exceed  the  limit.  Current  technology  in  the  area  of  low-1/ 
f-noise  Schottky-diode  detectors  is  such  that  this  '-riteria  can 
probably  be  met  for  the  worst  case  signals  (impulses)  up  to  1  GHz, 
which  is  as  high  in  frequency  as  current  MIL-STD-461  carries 
broadband  limits.  Above  1  GHz,  the  system  saturation  point  should 
be  standardized  so  that  consistent  measurements  can  be  made  with 
varying  hardware  embodiments  on  marginally-broadband  emissions 
having  coherent  bandwidths  over  1  GHz. 

While  the  hree  basic  criteria  outlined  above  are  of 
primary  importance,  secondary  criteria  such  as  sensitivity,  false 
alarm  rate  (primarily  a  problem  of  adequate  signal-to-noise  ratios;it 
can  be  reduced  by  microcomputer  analysis)  and  accuracy  (continuous 
automatic  calibration  is  recommended)  are  also  important.  A 
breadboard  Broadband  Measurement  System  should  now  be  assembled 
and  tested  to  demonstrate  feasibility. 
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3.  WORK  ACCOMPLISHED  IN  THE  FOURTH  QUARTER 

The  work  in  the  fourth  quarter  has  extended  the  broad¬ 
band  measurement  technique  for  emissions  up  to  100  GHz  and  has 
analyzed  the  accuracy  attainable,  has  derived  a  distance  transfer 
function  that  can  be  used  for  both  near-field  and  far-field 
conditions,  has  produced  a  draft  Intrasystem  Measurement  Standard, 
(APPENDIX  I)  and  has  defined  a  test  program  to  experimentally 
verify  the  proposed  measurement  techniques.  Components  to 
assemble  a  broadband  (or  narrowband)  measurement  system  are 
available  off-the-shelf  up  to  and  beyond  100  GHz.  Accuracies 
attainable  are  on  the  order  of  +  4  dB,  but  can  be  improved  to 
within  +  2  dB  by  the  addition  of  frequency  compensation. 

Measurements  made  in  a  shielded  enclosure  at  a  standard 
measurement  distance,  such  as  one  meter,  can  be  extrapolated  to 
other  distances  by  using  a  transfer  function  which  is  exact  for 
both  near-field  and  far-field  conditions,  if  a  worst-case 
analysis  neglecting  possible  opertune  level  reductions  from 
factors  such  as  reflections  and  large  antenna  size  is  acceptable. 
The  distance  transfer  function  reduces  distance  relationships  to 
units  of  decibels  relative  to  wavelength  (dBX)  at  the  measurement 
frequency  to  avoid  the  complication  of  the  usual  cubic  wave 
equations . 

The  draft  Intrasystem  Measurement  Standard  calls  for 
the  use  of  IEMCAP  to  analyze  and  predict  intrasystem  EMC  problems. 
The  susceptibility/emission  margin  is  reduced  to  10  dB  for  equip¬ 
ments  having  data  profiles  generated  by  actual  measurement,  while 
a  20  dB  margin  is  required  for  data  profiles  generated  by  modeling. 

A  test  program  is  recommended  in  which  the  sensitivity, 
dynamic  range  and  accuracy  of  the  Broadband  Measurement  System 
will  be  experimentally  verified.  A  similar  program  is  recommended 
in  which  the  draft  Intrasystem  Measurement  Standard  is  applied  to 
a  typical  system  to  experimentally  assess  the  problems  of  ful¬ 
filling  the  special  data  requirements  of  IEMCAP. 
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A. 


Extension  of  Broadband  Measurement  Techniques 
to  100  GHz 


The  hypothetical  Broadband  Measurement  System  developed 
in  the  Second  and  Third  Quarterly  Reports  carried  the  broadband 
measurement  technique  up  to  10  GHz.  Above  10  GHz  several  things 
happen.  A  transition  from  coax  to  waveguide  must  be  made  some¬ 
what  before  reaching  35  GHz,  the  upper  limit  for  the  APC-3.5 
(compatible  with  SMA)  connector  which  is  the  only  practical 
coaxial  connector  in  this  frequency  range.  Practical  wideband 
preamplifiers  are  only  available  up  to  40  GHz,  which  limits  the 
sensitivity  achievable  with  crystal-video  techniques  above  that 
frequency.  Use  of  high-gain  antennas  (waveguide  horns)  becomes 
practical  because  of  the  short  far-field  distances. 

In  the  following  subsections,  the  crystal-video  tech¬ 
niques  used  previously  will  first  be  carried  up  to  over  100  GHz 
and  analyzed  for  sensitivity.  The  Hypothetical  Broadband 
Measurement  Specification  from  the  Second  Quarterly  Report  will 
then  be  extended  to  100  GHz.  When  the  sensitivity  achievable 
with  crystal -video  techniques  proves  to  be  inadequate  above  40 
GHz,  an  alternate  technique,  using  frequency  translation  (funda¬ 
mental  mixing)  into  Band  3  (1  to  4  GHz)  of  the  previously  develop¬ 
ed  hypothetical  Broadband  Measurement  System,  will  be  shown  to  be 
capable  of  providing  the  sensitivity  needed  for  practical  EMI 
measurements . 

1)  Crystal-Video  Techniques  Above  10  GHz 

A  block  diagram  of  a  hypothetical  Broadband  Measurement 
System,  using  crystal -video  techniques  to  cover  the  frequency 
range  from  10  GHz  to  140  GHz,  is  shown  in  Figure  2..  The  system 
is  basically  an  extension  of  the  Second  Cut  System  of  Figure  3  in 
the  Third  Quarterly  report,  which  covered  14  kHz  (and  below)  to 
10  GHz.  Although  the  microcomputer  and  associated  indicator 
circuitry  are  repeated  in  the  10-140  GHz  (High-Band)  System  for 
clarity,  they  could  be  shared  with  the  14  kHz  to  10  GHz  (Low-Band) 
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Figure  2  Broadband  Measurement  System  Block  Diagram 
10-140  GHz  Using  Crystal  Video  Techniques. 
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System.  The  bandswitch  in  the  High-Band  System  starts  with 
Band  6,  the  first  5  bands  being  in  the  Low-Band  System.  The 
frequency  range  from  10  to  140  GHz  is  covered  in  6  new  bands. 

Band  6,  covering  10  to  18  Ghz ,  is  determined  by  the 
8  to  18  GHz  bandwidth  of  available  wideband  solid-state  pre¬ 
amplifiers.  Interconnections  in  this  band  are  coaxial,  using 
OSM,  or  equivalent,  connectors.  Signals  received  by  a  horn 
antenna  are  passed  through  a  coaxial  calibration  switch  to  the 
preamplifier  which  provides  approximately  50  dB  of  gain  at  a 
noise  figure  of  7.5  dB.  The  output  of  the  preamplifier  is 
filtered  to  eliminate  out-of-band  responses  (and  amplifier  noise), 
and  passed  to  a  crystal  detector.  The  output  of  the  detector  is 
low-pass  filtered,  peak  digitized,  compared  with  the  specifica¬ 
tion  limit  in  the  microcomputer,  displayed  in  decibels  relative 
to  the  specification  limit  and,  if  the  level  exceeds  the  limit, 
caused  to  illuminate  the  no-go  light,  -.  preliminary  software  flow 
diagram  for  the  controlling  microcomputer  is  shown  in  Appendix  III 

Bands  7  through  11  are  in  waveguide  and  are  determined 
by  the  waveguide  passbands.  Larger  passbands  would  be  available 
in  ridged  waveguide  but  only  a  very  limited  amount  of  off-the- 
shelf  ridged-waveguide  hardware  is  available,  thus  no  attempt 
has  been  made  to  use  it  extensively  here.  Except  for  a  few 
items,  such  as  one  of  the  waveguide  switches  (18  -  26.5  GHz)  and 
some  of  the  filters,  all  of  the  components  shown  in  Figure  1  are 
catalog  items.  Operation  of  bands  7  through  11  is  the  same  as 
described  for  Band  6,  except  that  preamplifiers  are  not  readily 
available  for  Bands  9,  10  and  11. 

a)  Antennas 

The  antennas  used  above  10  GHz  are  all  waveguide  horns. 
The  10  to  18  GHz  horn  is  quad-ridged  and  has  a  coaxial  output  for 
full-band  coverage.  Polarization  can  be  either  linear  or  circular 
The  higher- frequency  horns  all  have  waveguide  outputs  and  are 
linearly  polarized. 
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Horn  antennas  have  been  selected  because  they  are  simple, 
rugged,  provide  high  gain,  and  are  readily  available  from  several 
sources.  The  antennas  above  18  GHz  are  so-called  "standard -gain" 
horns  in  which  performance  is  easily  reproducible  and  fully 
calibrated.  The  10  -  18  GHz  horn  can  also  be  easily  calibrated. 
Catalog  data  on  the  various  antennas  used  in  Figure  2  are  shown 
in  Table  1 . 

Detailed  gain  calibration  curves  for  the  antennas  in 
Table  1  have  not  been  obtained.  However,  the  shapes  of  the  gain 
curves  are  important  in  establishing  the  Broadband  Measurement 
Specification  because  the  slope  of  the  new  Specfication  Limits 
must  match  the  slope  of  the  antenna  factors  if  errors  are  to  be 
kept  within  reasonable  bounds.  A  set  of  typical  gain  calibration 
curves  for  Narda  Microline  horn  antennas  with  nominal  15  dB  gain 
between  8.2  and  40  GHz  is  shown  in  Figure  3.  These  have  a  uniform 
nominal  slope  closely  approximating  a  6  dB/octave  gain  increase 
with  frequency.  For  comparison,  a  nominal  20  dB  gain  Scientific- 
Atlanta  horn,  for  which  data  are  shown  in  Figure  4,  has  gain  slopes 
which  vary  from  6  dB/octave  to  1  dB/octave  across  the  band.  By 
sacrificing  some  gain,  horn  antennas  can  be  built  with  almost 
constant  gain  as  has  been  described  by  P.  R.  Wickliffe  of  Bell 
Telephone  Laboratories.  A  compromise  factor  of  3  dB/octave  will 
be  used  when  setting  the  slope  of  the  new  Specification  Limits 
above  10  GHz. 

b)  Coaxial  and  Waveguide  Switches 

Full  bandwidth  switches  are  available  in  coax  up  to 
18  GHz  in  solid-state  and  up  to  26.5  GHz  in  mechanical  versions. 
Insertion  losses  for  solid  state  switches  at  18  GHz  run  2.1  dB 
while  mechanical  switches  run  1.5  dB.  Operating  life  for  mechani¬ 
cal  switches  are  rated  in  excess  of  10^  operations.  Even  so, 
solid-state  switching  is  to  be  preferred  for  microprocessor 
control  because  they  can  be  operated  frequently  without  degra¬ 
dation. 
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Solid-state  switches  above  18  GHz  are  apparently  not 
available  with  full  waveguide  bandwidth;  thus  the  switches  will 
have  to  be  mechanical.  A  catalog  waveguide  switch  for  the  18  to 
26. S  GHz  range  has  not  been  located,  but  an  exhaustive  search  has 
not  been  made.  Above  26.5  GHz,  mechanical  full  bandwidth  wave¬ 
guide  switches  are  available  from  several  millimeter-wave  houses. 
Insertion  losses  are  on  the  order  of  0.7  dB  or  less,  and  actua¬ 
tion  time  is  on  the  order  of  150  milliseconds. 

c)  Preamplifiers 

Wideband  solid-state  preamplfiers  are  available  from 
Avantek  up  to  18  GHz.  An  8  to  18  GHz  unit  has  been  chosen  for 
Band  6.  Gains  are  available  from  25  to  45  dB  in  5  dB  increments. 
Noise  figures  are  7.5  dB.  Power  output  at  the  1  dB  compression 
point  is  +10dB-nand  the  intermcdulation  intercept  point  is  20  dBm. 
Gain  flatness  at  50  dB  gain  (two  amplifiers  with  25  dB  gain)  is 
+4  dB  maximum,  which  may  cause  accuracy  problems  in  a  broadband 
system  such  as  is  being  considered  here. 

Low-noise  travelling  wave  tubes  (TWT's)  are  available 
from  Watkins -Johnson ,  and  others,  up  to  40  GHz.  For  Band  7,  the 
WJ466  would  be  the  typical  choice  with  13  dB  noise  figure,  40  dB 
gain  and  20  dBm  output  capability.  For  Band  8,  the  WJ467  would 
be  typical  with  15  dB  noise  figure,  35  dB  gain  and  10  dBm  output 
capability.  Lack  of  gain  flatness  could  cause  problems.  The 
WJ466  is  rated  +. 2  dB  and  the  WJ467  is  rated  +4  dB.(see  Sect.  B.2) 

d)  Crystal  Detectors 

Commercial  Schottky-diode  detectors  have  been  chosen 
for  the  version  of  the  hypothetical  Broadband  Measurement  System 
using  crystal-video  techniques  above  10  GHz.  The  bandwidths  are 
so  large  that,  even  with  specially  designed  detectors,  there  is 
little  possibility  of  achieving  sufficient  dynamic  range  to 
handle  impulses.  Data  on  the  selected  detectors  appear  in  Table  2. 
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Video  response  characteristics  are  not  specified.  It  is  antici¬ 
pated  that  the  output  bypass  capacitors  can  be  made  part  of  the 
video  low-pass  filters  required  to  control  the  broadband/narrow¬ 
band  response  ratio.  The  required  average  detector  character¬ 
istic  is  assumed  to  be  achievable  by  simply  making  the  video 
load  resistance  equal  to,  or  less  than,  the  detector  diode  video 
resistance.  Full-wave  detectors,  although  they  would  improve 
sensitivity,  are  not  required  in  the  High-Band  System  for  bipolar 
detection  because  there  is  insufficient  RF  low-frequency  response 
to  support  unipolar  pulses,  and  either  positive  or  negative 
polarity  detectors  will  work  equally  well. 

e)  Video  Low-Pass  Filters 

The  video  low-pass  filters  will  be  chosen  to  maintain 
a  value  for  the  wideband/narrowband  response  ratio,  r,  of  20  dB , 
the  same  as  used  in  the  Low-Band  System.  Using  Equation  (22) 
from  the  Second  Quarterly  Report : 

B0=l/(2BTr2)  (1) 

where  Bn  is  ..ho  video  low-pass  filter  cutoff  frequency  and  Bj  is 
the  RF  input  frequency,  both  in  megahertz.  For  the  various  bands 


Bq/6  »  1/ [2(8xl03) (102) ]  =  0.625  Hz 

B0/y  =  1/ [ 2  C8 . SxlO3)  (102) ]  =  0.588  Hz 

Bq/8  *  1/ [2(13. 5xl03) CIO2) ]  =  0.370  Hz 

B0/g  =  1/[Z(20x103)(102)]  =  0.250  Hz 

B0/10  =>  1/  [  2  (30xl03  ( 1 0  2 )  ]  =  0.167  Hz 

B0/11  =  l/[2(50xl03) CIO2) 1  =  0.100  Hz 

These  values  are  used  for  the  video  low-pass  filters  in  Figure  1. 
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f )  Crystal -Video  Receiver  Sensitivity 

The  narrowband  (CW)  sensitivity  for  Bands  6,  7  and  8 
can  be  found  using  Equation  (11)  from  the  Third  Quarterly  Report: 

VSI  =  -0.4  +  Fj  +  S  log1Q  C2B0Bt -Bq2 )  dBpV  (2) 

where  is  the  threshold  RMS  signal  input  in  dByV  for  peak 

signal  equal  peak  noise  in  the  output,  Fj  is  the  RF  noise  figure 
in  dB,  Bj  is  the  RF  bandwidth  in  MHz  and  BQ  is  the  video  band¬ 
width  in  MHz.  Throughout  these  and  the  following  calculations, 
the  presence  of  waveguide  in  the  system  is  ignored  as  far  as 
units  are  concerned,  and  units  are  standardized  in  terms  of 
d3pV  across  50  ohms  for  simplicity. 

Assuming  that  the  RF  amplifier  has  sufficient  gain  so 
that  the  system  is  input  noise  limited,  the  CW  sensitivity  for 
3and  6  is 


VSI  =  *0'4  +  7*5  +  5  log10[2(0.b25  .x  10'6)(8  x  103) 

-(0.62  5  x  10 ‘ 6) 2 ] 


=  -0.4  +  7.5  -  10.0 
=  -2.9  dByV 

The  corresponding  CW  sensitivity  for  Band  7  is  2.6  dByV  and  for 
Band  8  is  4.6  dByV. 

The  minimum  RF  amplifier  gain,  G,  necessary  for  the 
system  to  be  input  noise  limited  will  be  determined  as 


G  -  Tss-Vsi  ™ 

where  Tss  is  the  tangential  sensitivity  of  the  detector. 
(Equation  (3)  is  resonably  consistant  with  Equation  (10)  in  the 
Second  Quarterly  Report.)  Using  Equation  (7)  from  the  Third 
Quarterly  Report,  the  tangential  sensitivity  of  the  diode 
detector  is 


0 


(4) 


-10  log10*  +  C£  dByV 

where  Ry  is  the  detector  diode  video  resistance  in  ohms,  Fq  is 
the  video  amplifier  noise  figure  in  ratio,  Rq  is  the  video  load 
resistance  in  ohms,  t^  is  the  diode  noise  temperature  ratio,  s  is 
the  diode  voltage  sensitivity  in  mV/yW  and  C£  is  a  frequency 
correction  factor  in  dB.  The  diode  noise  temperature  ratio  can 
be  obtained  using  Equation  (9)  from  the  Third  Quarterly  Report  as 


where  f^  is  the  diode  flicker  noise  corner  frequency  in  hertz 
and  f^  is  the  lower  cutoff  frequency  for  the  video  bandwidth, 

Bq,  in  the  same  units  as  3q.  Unfortunately,  Equation  (5)  is 
indeterminate  for  a  DC-coupled  detector  (f^  =  0) ,  and  the 
arbitrary  assumption  of  f^  =  1  Hz  used  in  the  Third  Quarterly 
Report  is  not  appropriate  because  BQ  is  less  than  1  hz.  An 
equally  arbitrary  assumption  that  negligible  noise  is  contributed 
below  f^  -  0.1  Bq  permits  evaluation  of  Equation  (5)  for  Bands 
6  through  11  as: 

td  -  0.625  -  (3  x  103)  In  *  ll 

I  " 

-  0.625  +  (3  x  103)  (2.40) 

=  7194 

where  fM  has  been  assumed  to  have  a  typical  value  of  3  kHz  for  a 
Schottky  diode.  Substituting  this  value  into  Equation  (4),  along 
with  typical  assumed  value  of  : 

Ry.  =  1500  ohms 

Fq  =  2 (a  6  dB  video  noise  figure), 

Rq  =  50  ohms, 

*  Hewlett-Packard  "Hot  Carrier  Diode  Video  Detectors," 

Application  Note  923,  page  4. 
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and  3  0.5  from  Table  2,  the  tangential  sensitivity  for  Band  6  is 


TSS  =  +  5  l0§ 


10 


0.625  +  5  log 


10  L 


1500^(2) 

50  - 


+  1500(7194 )j  -  10  log1Q  0.5  +  0 
=  12.1  -  1.0  +  35.2  +3+0 
=49.3  dBpV 

and  the  minimum  gain  required  can  be  calculated  using  Equation 
(3)  as: 

G  =  49.3  +  2.9 
=  52.2  dB 

which  was  rounded  off  to  50  dB  when  used  in  Figure  2. 


Values  of  Vgj,  Tgg  and  other  factors  necessary  for 
calculation  of  system  sensitivity  are  listed  in  Table  3  for 
Bands  6  through  11.  The  Antenna  Gains  were  obtained  from  Table  1. 
with  the  nominal  gain  assumed  at  the  lower  band  edge  and  gain 
increasing  at  the  rate  of  3  dB/octave.  Antenna  Factors,  F^, 
were  obtained  from  the  Antenna  Gains,  G^,  using  the  equation: 


Fa  3  20  log10f(>;H2)-GA'29-7  dB/m-  (6) 

For  the  Band  6  lower  edge, 

F.  3  20  log. n104  -  6.0  -  29.7 
-  80  -  60  -  29.7 
=  44.3  dB/m 


Detector  Voltage  Sensitivity,  y ,  was  obtained  from  Table  2.  RF 
Amplifier  Gains  and  Noise  Figures  were  taken  from  Figure  2. 
Conducted  Sensitivity  was  calculated  as  Tgg'G^  using  Equation  (3). 
Radiated  Sensitivities  were  obtained  by  adding  the  Antenna  Factors 
to  the  Conducted  Sensitivities. 


Both  the  Conducted  Sensitivity  and  Radiated  Sensitivity 
listed  in  Table  3  are  at  least  partially  detector  noise  limited  on 
all  bands.  This  means  that  the  sensitivity  could  be  improved 
by  using  more  RF  amplifier  gain  in  Bands  6,  7  and  8  where  RF 
amplifiers  are  available  but,  as  will  be  seen  later  when 
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hypothetical  broadband  measurement  specification  limits  are 
considered,  sensitivity  in  these  bands  is  already  more  than 
adequate  for  realistic  measurements.  It  is  Bands  9,  10  and  11, 
where  RF  amplifiers  are  not  available,  that  need  more  sensitivity. 
Improved  sensitivity  can  be  obtained  by  using  an  alternate 
approach  in  which  mixers  are  used  to  convert  High-Band  frequencies 
down  to  Low-Band  frequencies  where  they  can  be  processed  by  the 
hypothetical  Broadband  Measurement  System  previously  developed  in 
the  Second  and  Third  Quarterly  Reports. 

2)  Fundamental  Mixing  Above  10  GHz 

Fundamental  mixing  refers  to  a  frequency  conversion 
where  the  mixer  product  frequencies  of  interest  are  the  sum  and 
difference  between  the  frequency  of  an  input  signal  and  the 
fundamental  frequency  of  the  local  oscillator.  Harmonic  mixing, 
where  the  input  signal  mixes  with  harmonics  of  the  local  oscillator 
generated  in  the  mixer,  has  been  used  for  years  in  spectrum 
analyzers  and  other  receivers  applicable  to  EMI  measurements  above 
10  GHz,  but  does  not  produce  good  sensitivity.  For  example, 

Hughes  recently  marketed  their  4734-series  Spectrum  Analyzer 
Mixers  for  extending  the  frequency  range  of  the  Hewlett-Packard 
spectrum  analyzers  up  to  110  GHz.  The  advertised  conducted 
sensitivities  are  47  dBuV  in  Band  8  (26.5  -  40  GHz),  53  dByV  in 
Band  9  (40  -  60  GHz) ,  63  dByV  in  Band  10  (60  -  90  GHz)  and 
67  dByV  up  to  110  GHz  in  Band  11.  Comparing  these  values  with 
the  conducted  sensitivites  for  the  crystal -video  technique  in 
Table  3  does  not  show  much  improvement.  This  is  because  the 
Hewlett-Packard  spectrum  analyzer  local  oscillator  frequency  is 
in  the  2  to  4  GHz  range  and  the  mixer  must  be  operated  at  the 
25th  harmonic  to  tune  to  100  GHz.  In  general,  the  higher  the 
harmonic,  the  lower  the  local  oscillator  power  available.  Thus 
harmonic  mixer  conversion  loss  increases  rapidly  with  harmonic 
number  and  sensitivity  deteriorates  accordingly.  Achievement  of 
adequate  sensitivity  requires  the  use  of  fundamental  or  low- 
harmonic  mixing. 
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a)  Hardware  for  Fundamental  Mixing  Above  10  GHz 

A  hypothetical  Broadband  Measurement  System  using  funda¬ 
mental  mixing  between  10  and  110  GHz  is  shown  in  Figure  S.  Exten¬ 
sion  of  coverage  to  140  GHz  can  be  obtained,  with  little  loss  in 
sensitivity,  by  using  2nd  harmonic  mixing  and  slightly  different 
hardware  in  Band  11.  Only  lack  of  a  suitable  local  oscillator 
prevents  operation  to  140  GHz  in  the  system  shown. 

The  antennas,  calibration  switches  and  low-pass  filters 
which  preceed  the  mixers  are  the  same  as  for  the  Crystal  Video 
Broadband  Measurement  System  shown  previously  in  Figure  2.  The 
Band  6  mixer  is  double -balanced  so  that  local  oscillator  noise 
feedthrough  is  minimized.  The  mixers  in  Bands  7  through  11  are 
single-ended  so  that  local  oscillator  energy  must  be  coupled  into 
the  input  along  with  the  signal  by  using  a  directional  coupler  or 
similar  device.  The  noise  introduced  along  with  the  local  oscilla¬ 
tor  signal  in  Bands  7  through  11  is  not  attenuated  and  may  cause 
sensitivity  problems. 

The- local  oscillators  are  sweepers,  which  are  the  only 
wideband  sources  available  above  40  GHz.  This  is  fortunate  because 
sweepers  are  readily  controllable  by  the  microcomputer.  The  fre¬ 
quency  ranges  shown  for  the  sweepers  are  adequate  to  insure  that  a 
fundamental  mix  product  will  be  generated  in  Band  3  (1  -  4  GHz)  of 
the  Low-Band  System  for  any  signal  within  a  given  high  band.  Since 
broadband  measurements  are  the  objective,  the  frequencies  are  not 
critical  and  may  be  stepped  in  3  GHz  or  smaller  increments,  or 
continuously  swept.  (Translation  to  Band  2  (0.1  -  1  GHz)  would 
have  some  advantages  but  a  gap  in  local  oscillator  (Hewlett-Packard 
8620  Sweeper)  coverage  between  22  and  26.5  GHz  complicates  system 
realization.  The  gap  could  be  avoided  by  use  of  Wiltron  619  series 
sweepers  below  40  GHz,  but  the  Hewlett-Packard  main  frame  is  needed 
for  the  Hughes  heads  above  40  GHz.  and  providing  both  would  be  more 
expensive. 


b)  Sensitivity  Using  Fundamental  Mixing 

The  mixer  conversion  losses  for  Bands  6  through  11  are 

shown  in  Table  4,  along  with  the  other  system  data  necessary  for 

computing  the  sensitivity  achievable  with  the  fundamental  mixing 

approach.  Conducted  Sensitivity,  Vgj ,  was  calculated  using 

Equation  (2)  with  the  RF  noise  figure,  FT,  determined  as  (Mixer 

1  2 

Conversion  Loss  in  dB)  +  (IF  Noise  Figure  in  dB) .  Assuming  that 
the  1-4  GHz  IF  Preamplifier  in  Figure  4  has  sufficient  gain, 
the  IF  Noise  Figure  is  the  6.5  dB  noise  figure  of  the  preampli¬ 
fier,  and  for  Band  6: 

VSI  -  -0.4  +  (9.5  +  6.5)  +  5  log1Q  [2(1.7  x  10"6)(3  x  103) 

-(1.7  x  10'6)2] 

=  -0.4  +  16.0  -  10.0 
=  5.6  dBuV 

where  the  video  bandwidth  Bq  =  1.7  Hz  and  the  RF  bandwidth 
Bj  =  3  GHz  for  Band  3  of  the  hypothetical  Broadband  Measurement 
System  (Low-Band  System)  described  in  the  Second  and  Third 
Quarterly  Reports.  Radiated  Sensitivity  was  calculated  by  adding 
the  Antenna  Factor  to  the  Conducted  Sensitivity.  Except  in  Band  6, 
where  the  7.5  dB  noise  figure  of  the  preamplifier  used  in  the 
crystal -video  approach  is  hard  to  beat,  the  sensitivities  with 
fundamental  mixing  in  Table  4  are  a  considerable  improvement 
over  those  obtained  with  the  crystal -video  techniques  in  Table  3. 

3)  Hypothetical  Broadband  Measurement 

Specification  Extended  to  100  GHz 

Figure  6  of  the  Second  Quarterly  Report,  Hypothetical 
Broadband  Measurement  Specification,  First  Cut,  has  been  extended 
to  100  GHz  in  Figure  5. 

The  slope  of  the  Hypothetical  New  Narrowband  Limit  and 
Hypothetical  New  Broadband  Limit  curves  between  10  GHz  and  100  GHz 
is  3  dB/octave.  This  slope  was  determined  by  reducing  the 

2 

This  neglects  mixer  and  local  oscillator  noise  contributions 
which  may  be  significant,  particularly  with  single-ended  mixers. 
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6  dB/octave  slope  of  the  antenna  factors  for  constant -gain 
antennas  (antenna  factor  increses  directly  with  frequency  for  a 
constant -gain  antenna)  and  the  flat  antenna  factors  of  some  horn 
antennas,  such  as  those  shown  in  Figure  2.  The  5  dB/octave  compro¬ 
mise  slope  closely  matches  the  increase  of  gain  with  frequency 
found  in  many  typical  waveguide  horn  antennas  (see  Section  A.l.a). 
The  Limit  curves  resulting  are  essentially  parallel  to  the  sensi¬ 
tivity  curves  for  the  hypothetical  Broadband  Measurement  System, 
thereby  minimizing  measurement  errors  due  to  antenna  gain  varia- 
t ions . 

The  sensitivites  obtainable  with  the  hypothetical 
Broadband  Measurement  System  above  10  GHz  using  both  the  crystal - 
video  technique  (solid-line  segments)  and  fundamental  mixing 
(short  dashes)  are  plotted  on  Figure  6  for  comparison  with  the 
new  limits.  Either  technique  can  provide  adequate  sensitivity 
up  to  40  GHz.  However,  above  40  GHz,  the  non-availability  of 
RF  amplifiers  makes  the  cyrstal -video  technique  impractical, 
while  frequency  conversion  using  fundamental  (or  low-harmonic) 
mixing  can  provide  more  than  adequate  sensitivity. 

The  hypothetical  Broadband  Measurement  Specification 
can  be  extended  downward  in  frequency  to  60  Hz  without  running 
into  severe  hardware  implimentation  limitations.  The  new  limit 
curves  would  be  horizontal  extensions  of  those  shown  in  Figure  6. 
The  hypothetical  Broadband  Measurement  System  in  Figure  of  the 
Third  Quarterly  Report  (p.  26)  would  have  to  be  modified  by 
extending  the  low-frequency  response  of  the  preamplifier  down  to 
60  Hz  and  reducing  the  lower  cutoff  frequency  of  the  input  band¬ 
pass  filter  to  60  Hz  to  accommodate  the  lower  frequencies.  Other 
RF  components,  such  as  the  antenna  (response  down  to  20  Hz)  and 
the  crystal  detector  (response  down  to  dc) ,  already  have  adequate 
frequency  response.  Presence  of  the  SO  Hz  video  low-pass  filter 
precludes  extension  much  below  60  Hz,  although  the  problems  of 
RF  feedthrough  into  the  video  that  would  result  may  not  be 
significant. 
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a)  Dynamic  Range  Above  10  GHz 

The  system  using  fundamental  mixing  in  Figure  4  will 
be  assumed  for  dynamic  range  calculations.  Antenna  output  levels 
for  narrowband  signals  at  the  hypothetical  Mew  Measurement 
Specification  Limits  of  Figure  6  are  shown  in  Table  5.  The 
antenna  outputs  at  the  new  specification  limits  are  at  least  20 
dB  greater  than  the  conducted  Sensitivities  shown  in  Table  4, 
therefore  maximum  dynamic  range  will  be  obtained  with  reduced 
gain  to  achieve  detector-limited  sensitivity  rather  than  with 
input-noise-limited  sensitivity,  the  same  as  for  the  Low-Band 
(Bands  1  through  5)  System  described  in  the  Third  Quarterly 
Report . 

The  dynamic  range  calculations  are  summarized  in 
Table  6.  The  object  is  to  translate  frequencies  in  Bands  6 
through  11  (High  Bands)  to  Band  3  of  the  Low-Band  System 
(Figure  3  of  the  Third  Quarterly  Report)  without  compromising 
the  Band  3  dynamic  range.  This  ideal  can  be  achieved  for 
narrowband  signals,  but  not  for  impulses  because  the  RF  bandwidth 
is  wider  in  the  high  bands  than  in  Band  3,  as  was  discussed  on 
Page  24  of  the  third  Quarterly  Report. 

Calculation  of  dynamic  range  starts  with  the 
Specification  Limit  CW  Antenna  Outputs  from  Table  5.  These  are 
decreased  by  the  Mixer  Conversion  Loss  (rounded  off  from  Table  4) 
and  increased  by  the  IF  Amplifier  Gain  to  obtain  the  Specifica¬ 
tion  Limit  Band  3  Input  Without  Attenuation,  which  is  the  level 
which  would  appear  at  the  Band  3  input  if  no  attenuation  was 
inserted.  In  every  case,  the  resulting  levels  are  in  excess  of 
the  23  dBuV  Band  3  Threshold  Sensitivity  obtained  from  the 
Specification  Limit  CW  Antenna  Output  figures  in  Table  5  of  the 
Third  Quarterly  Report,  indicating  that  the  IF  amplifier  gain  is 
adequate . 

The  Overall  Attenuation  Required  to  make  input  signals 
just  equal  to  the  threshold  is  next  calculated  by  subtracting 
23  dBy V  from  the  Specification  Limit  Band  3  Input  Without 
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Table  6.  Dynamic  Range 


Attenuation.  This  attentuation  can  be  all  placed  between  the 
antennas  and  the  mixers  (RF  attentuation)  with  the  possibility 
of  excessive  noise  figure  degradation,  or  part  of  the  attenuation 
can  be  placed  after  the  mixer  (IF  attenuation)  to  reduce  effects 
on  noise  figure.  Placing  all  of  the  attenuation  after  the  mixer, 
which  would  be  ideal  from  the  hardware  standpoint  of  not  requiring 
waveguide  attenuators,  reduces  dynamic  range  as  will  be  seen  later. 

Attenuation  will  be  optimally  apportioned  in  the  system 
when  no  component  overloads  before  another.  Overload  can  occur 
in  the  mixers,  in  the  IF  amplifiers  and  at  the  Band  3  input. 

From  Table  5  of  the  Third  Quarterly  Report,  Band  3  has  an  83  dB  CW 
dynamic  range  which,  with  the  23  dBuV  sensitivity,  places  the 
overload  point  at  23  +  83  =  106  dBpV.  The  IF  amplifier  has  a 
+7  dBm  output  capability  (1  dB  compression),  placing  its  over¬ 
load  point  at  114  dBuV.  The  mixers  have  input  overload  points 
which  will  be  approximately  equal  to  the  local  oscillator  (LO) 
drive  level  less  the  conversion  loss.-3  The  mixer  overload  points 
are  referred  to  the  Band  3  input,  for  easy  comparison  with  the 
other  overload  points  in  Table  6,  by  subtracting  out  twice  the 
conversion  losses  (once  to  obtain  the  saturated  input  level  and 
a  second  time  to  obtain  the  saturated  output  level)  and  adding 
in  the  IF  amplifier  gain.  The  resulting  amplified  Mixer  Output 
Overload  Point  is  the  Band  3  input  that  would  exist  at  mixer 
saturation  if  the  amplifier  were  able  to  handle  the  power  (The 
IF  amplifier  will  not  have  to  because  attentuation  is  going  to 
be  added.) 

If  RF  attentuation  is  allowed,  CW  dynamic  range  is 
equal  to  the  Band  3  Threshold  Sensitivity  (23  dBuV)  minus  which¬ 
ever  of  the  Overload  Points  is  the  lowest.  In  every  case,  the 
Band  3  input  (106  dBpV)  is  the  lowest  and  we  have  succeeded  in 
achieving  our  goal  of  not  compromising  the  Band  3  dynamic  range. 

The  Amplified  Mixer  Output  Overload  Point  for  Band  11  just  equals 
the  Band  3  Input  Overload  Point  which  justifies  the  choise  of  IF 
amplifier  gain.  The  actual  attenuation  which  must  be  assigned 

^Anaren  Catalog  M9001-67  ,  5/78  Revision,  page  165. 
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to  the  RF  side  of  the  system  to  achieve  full  dynamic  range  is 
tabulated  under  RF  Attenuation  Required,  and  is  calculated  as 
the  CW  Dynamic  Range  Using  RF  Attenuation  (83  dB)  plus  the 
Specification  Limit  Band  3  Input  Without  Attenuation  minus  the 
Amplified  Mixer  Output  Overload  Point, under  the  assumption  that 
early  mixer  saturation  can  only  be  prevented  by  RF  attenuation. 
(Some  RF  attenuation  can  be  provided  economically  by  reducing 
antenna  gain.) 

If  RF  attenuation  is  not  allowed,  the  CW  dynamic  range 
can  be  calculated  as  the  Amplified  Mixer  Output  Overload  Point 
minus  the  Specification  Limit  Band  3  Input  Without  Attenuation, 
because  the  mixer  overloads  first.  As  can  be  seen,  the  figures 
are  heavily  degraded  relative  to  the  figures  with  RF  attenuation, 
particularly  in  the  upper  bands. 

Impulse  dynamic  ranges  were  calculated  assuming  a 
Broadband/Narrowband  Response  Ratio,  r,  of  20  dB ,  as  was  done  in 
the  Second  and  Third  Quarterly  Reports.  This  means  that  the 
Specification  Limit  Impulse  Antenna  Output  is  20  dB  greater  in 
terms  of  dBuV/MHz  than  the  equivalent  CW  level  in  dBuV.  The 
CW  levels  must  be  futher  increased  by  20  logl0  of  the  RF  band¬ 
width  to  get  the  Specification  Limit  Band  3  Input  levels  for 
impulses  because  peak  impulse  voltage  is  directly  proportional  to 
bandwidth. 


As  was  the  case  in  Bands  3,4  and  5  of  the  Low-Band 
System,  the  Band  6  through  11  Impulse  Dynamic  Ranges  are  all 
negative.  The  RF  bandwidths  are  simply  too  large  to  pass  a 
true,  worst-case  impulse  without  saturation  occuring  before 
detection.  However,  the  System  is  capable  of  handling  broadband 
signals  having  up  to  1  GHz  coherent  bandwidth  from  Band  5  up. 
so  there  is  no  real  deterrent  to  including  a  broadband  limit  in 
any  new  Broadband  Measurement  Specification.  The  comments  on 
page  24  of  the  Third  Quarterly  Report  for  the  Low-Band  System 
also  apply  to  the  High-Band  System. 


35 


B .  Accuracy  of  Hypothetical  Broadband  Measurement  System 

The  philosophy  used  in  developing  the  hypothetical 
Broadband  Measurement  System  has  been  to  design  for  flat  fre¬ 
quency  response  to  conducted  signals  and  then  to  convert  from 
conducted  to  radiated  signals  by  using  antenna  factors  which 
follow  easily  achievable  antenna  response  laws.  Thus  the  hypo¬ 
thetical  new  Broadband  Measurement  Specification  limits  for 
radiated  signals  take  on  the  shape  of  the  antenna  response  laws. 
Once  the  limits  are  set,  any  failure  of  the  System  to  achieve 
flat  frequency  response  to  conducted  signals,  or  to  follow  the 
proper  antenna  response  law  for  radiated  signals,  will  result  in 
measurement  errors . 

In  any  measurement  system  there  are  residual  errors 
that  remain  after  the  primary  variations  have  been  calibrated 
out.  The  residual  errors  that  have  been  identified  as  remaining 
In  the  hypothetical  Broadband  Measurement  System  after  calibra¬ 
tion  are  shown  in  Table  7.  Some  errors,  such  as  those  due  to 
waveguide  losses,  are  due  to  factors  which  cause  sensitivity  to 
improve  with  frequency.  These  are  given  a  +  sign  in  Table  7. 
Conversely,  some  factors,  such  as  cable  losses,  cause  sensitivity 
to  degrade  with  frequency  and  are  given  a  -  sign.  Most  factors 
are  random  with  frequency  and  are  not  given  a  sign. 

For  a  worst-case  analysis,  the  unsigned  (random) 
errors  are  added  together  and  summed  with  the  residual  of  the 
signed  errors,  disregarding  the  sign  of  the  residual.  Thus  a 
negative  error  cancels  a  positive  error  or  vice  versa,  but  the 
difference  adds  to  the  sum  of  the  unsigned  errors. 

Most  errors  are  inherent  in  specific  components  and  are 
relatively  unaffected  by  the  way  the  system  is  set  up.  However, 
errors  due  to  transmission  losses  are  dependent  on  the  amount  of 
cable  or  waveguide  used  in  a  particular  setup,  and  typical 
lengths  of  10  feet  for  cable  and  one  foot  for  waveguide  have  been 
assumed  in  Table  7.  Errors  due  to  the  measurement  environment, 
such  as  standing  waves  and  directional  effects,  have  not  been 
considered  in  this  Section. 

The  various  errors  listed  in  Table  7  will  be  discussed 
in  the  following  Subsections. 


36 


1) 


Antenna  Errors 


The  major  antenna  error,  +6  dB  in  Band  2,  was  noted 
previously  in  the  Second  Quarterly  Report.  The  error  is  caused 
by  a  drop  in  the  low-end  gain  of  the  particular  antenna  selected 
for  the  System  within  the  narrow  frequency  range  from  100  to 
150  MHz.  The  problem  is  that  complete  coverage  of  the 
decade  range  from  100  to  1000  MHz  with  constant  gain  in  one 
antenna  is  difficult  to  do.  The  antenna  selected  comes  so  close 
that  its  use,  as  opposed  to  breaking  Band  2  into  two  bands  with 
a  better  antenna  between  100  and  150  MHz,  is  deemed  appropriate 
to  the  broadband  measurement  concept.  A  gain  equalizer,  in 
which  a  6  dB  attenuator  is  bypassed  below  150  MHz  by  a  low-pass 
filter,  can  be  added  to  correct  the  problem.  There  is  sufficient 
sensitivity  margin  in  the  System  to  accept  the  loss  introduced  by 
such  an  equalizer  and  still  make  measurements  to  the  new  speci¬ 
fication  limits.  The  picture  may  also  improve  with  future,  or 
existing  alternate,  antenna  developments. 

For  Band  1,  there  is  a  2  dB  rise  in  the  high-end 
antenna  factor,  probably  because  the  antenna  is  approaching 
resonance.  This  is  within  the  +2  dB  accuracy  desired  for  the 
System.  Subsequent  information  about  the  particular  antenna 
chosen  indicates  that  a  shorter  rod,  and  therefore  a  higher 
antenna  factor  across  the  band,  may  have  to  be  accepted  to  insure 
the  flat  frequency  response  assumed.  There  is  sufficient  sensi¬ 
tivity  margin  in  the  System  to  accommodate  a  considerable  in¬ 
crease  in  antenna  factor  as  long  as  it  is  flat  across  the  band. 

Bands  3,  4  and  5  all  share  the  same  broadband  antenna. 
Detailed  analysis  of  the  manufacturer's  calibration  data  (1  GHz 
increments)  indicates  a  1  dB  increase  in  antenna  gain  (a  13  dB 
increase  in  antenna  factor)  with  frequency  over  the  two  octaves 
of  Band  3.  Gain  increases  only  0.2  dB  in  Band  4  and  essentially 
0  dB  in  Band  5. 
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Waveguide  horn  antennas  are  used  in  Bands  6  through  11. 
As  discussed  in  Section  A.l.a,  the  gain  of  horn  antennas  typically 
increases  at  the  rate  of  3  dB/octave  (or  10  dB/decade)  across 
the  waveguide  bandwidth.  The  error  figures  in  Table  7  were 
calculated  by  taking  the  manufacturer's  published  gain  variation 
figures  in  dB  from  Table  1  and  subtracting  10  log^Q (f^/f^) , 
where  f^  is  the  upper  band  edge  frequency  and  is  the  lower 
band  edge  frequency,  to  obtain  the  variation  from  the  new  Speci¬ 
fication  Limits  which  assume  10  dB/decade  variation.  The  errors 
are  quite  small, 

2)  RF  Amplifier  Errors 

Broadband  RF  amplifiers  are  used  in  Bands  1  through  S. 
The  gain  variations,  while  small,  are  random  with  frequency 
depending  on  the  equalization  in  a  particular  amplifier.  The 
gain  errors  shown  in  Table  7  are  all  less  than  the  nominal  maximum 
values  quoted  by  the  manufacturers  (+  1  dB)  and  listed  in  tables 
elsewhere  in  these  reports  because  the  typical  specific  gain 
curves  published  by  the  same  manufacturer  show  less  typical  error. 
For  example,  the  gain  curve  for  the  Band  1  amplfier  is  shown  to  be 
absolutely  flat  over  the  frequency  range  of  interest  on  a  curve 
for  which  the  ordinates  have  0.1  dB  resolution.  The  gain  varia¬ 
tions  in  the  other  RF  amplifiers,  while  more  significant,  are 
quite  acceptable. 

If  RF  amplifiers,  which  are  available  up  to  40  GHz, 
had  been  used  above  10  GHz,  the  errors  would  have  been  greater. 
Some  typical  gain  curves  for  amplifiers  in  this  range  are  shown 
in  Figure  7,  The  need  for  RF  amplifiers  above  10  GHz  has  been 
avoided  without  significant  loss  of  sensitivity  in  the  System  by 
using  frequency  conversion  with  mixers  driven  by  local - 
oscillators  operating  on  fundamental  or  low-harmonic  frequencies. 
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TYPICAL  PERFORMANCE:  AVANTEK  AWT-18016  SOLID-STATE  AMPLIFIER 
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Figure  7.  Gain  Variations  in  Typical  10  to  40  GHz  RF  Amplifiers. 
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3) 


Detector  Errors 


Any  lack  of  sensitivity  flatness  in  the  detectors  used 
with  the  crystal -video  approach  will  show  up  directly  as  a 
measurement  error  unless  there  are  compensating  errors.  As  with 
RF  amplifiers,  response  variations  in  detectors  are  random 
depending  on  the  individual  detector  characteristics.  Detector 
response  variations  can  often  be  reduced  by  use  of  padding 
attenuators  or  isolators.  The  variations  assumed  in  Table  7  are 
taken  from  a  typical  curve  for  the  Hewlett-Packard  33330C 
detector  which  is  rated  +0.6  dB  to  18  GHz. 

4)  Mixer  Errors 

Mixer  errors  have  proven  hard  to  evaluate  without 
experimental  measurements.  The  Anaren  73129  mixer  used  in  Band  6 
has  a  rated  voltage-standing-wave  ratio  (VSWR)  of  2.9  which 
indicates  probable  amplitude  ripple  of  approximately  3  dB  peak-to- 
peak.  The  Hewlett-Packard  11517A  mixer  used  in  Bands  7  and  8 
has  a  +^3  dB  rating  over  any  1  GHz  frequency  segment  when  used  as 
a  high-harmonic  mixer  for  their  spectrum  analyzer,  but  a  smaller 
3  dB  total  variation  has  been  assumed  for  operation  as  a  funda¬ 
mental  mixer.  Hughes  was  unable  to  provide  any  definitive  data 
on  their  4735-series  broadband  mixers  used  in  Bands  9  through  11, 
but  their  catalog  shows  a  +1.65  dB  response  variation  up  to  60  GHz 
and  +2.0  dB  up  to  110  GHz  when  used  as  detectors,  which  should  be 
indicative  of  the  order-of -magnitude .  The  maximum  rated  VSWR  of 
2  for  the  Hughes  mixers  is  not  incompatable  with  these  figures. 

5)  IF  Amplifier  Errors 

The  IF  amplifier  errors  are  essentially  the  errors  in 
the  Band  3  RF  amplifier  doubled  because  the  gain  is  doubled 
(25  dB  in  both  the  Low-Band  and  High-Band  portions  of  the  System). 
The  errors  are  the  same  for  Bands  6  through  11  because  the  IF 
amplifier  is  common  to  all. 


6) 


RF  and  IF  Cable  Errors 


Any  cable  used  at  RF  or  IF  in  the  System  will  tend  to 
introduce  errors  because  cable  losses  invariably  increase  with  fre¬ 
quency.  Cable  losses  are  particularly  significant  in  a  Broadband 
Measurement  System  where  each  band  is  likely  to  cover  several 
octaves,  because  the  change  in  cable  loss  from  one  end  of  a 
band  to  the  other  is  likely  to  be  considerable  and  there  is  no 
easy  way  to  compensate.  Further,  the  magnitude  of  the  losses 
involved  are  dependent  on  the  actual  type  of  cable  used  and  the 
length  incorporated  into  the  setups.  For  the  purposes  of  Table 
7,  10  feet  of  cable  has  been  assumed  to  be  adequate,  and  a  some¬ 
what  special  0 . 29  -  inch-diameter ,  teflon-insulated,  foil-strip- 
shielded  cable  rated  for  use  to  18  GHz  has  been  assumed.  Coaxial 
components  are  used  at  RF  up  to  18  GHz  in  the  System,  and  at  IF 
from  18  to  140  GHz.  The  effect  of  IF  cable  losses  can  be  mini¬ 
mized  by  sweeping  the  local  oscillator  in  such  a  way  that  all 
signals  get  to  occupy  the  most  sensitive  part  of  the  IF  passband. 

Cable  losses  at  IF  tend  to  compensate  for  waveguide  losses,  which 
decrease  with  frequency. 

7)  Waveguide  Errors 

m,. 

Unlike  cable  losses,  waveguide  losses  invariably  de¬ 
crease  with  frequency  across  the  waveguide  bandwidth.  One  foot 
of  silver-plated  waveguide  was  assumed  to  be  used  in  the  System 
setups  for  Table  7.  As  frequencies  approach  100  GHz,  even  this 
short  length  becomes  significant. 

8)  Error  Summation 

The  errors  listed  in  Table  7  are  summed  for  each  band 
under  the  worst-case  assumption  that  negative  errors  can  cancel 
positive  erros  to  obtain  a  signed  residual,  and  that  the  residual 
is  added  to  the  unsigned  errors  with  the  total  assuming  the  sign  of 
the  residual.  Thus  while  the  sign  of  the  total  is  indicative  of 
the  general  trend,  only  a  small  portion  of  the  total  may  actually 
follow  the  trend. 
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The  total  errors  in  Bands  1,  3,  4,  and  5  are  all  within 
the  +2  dB  design  goal  set  for  the  System.  Band  2  can  be  brought 
within  the  design  goal  by  addition  of  well-defined  frequency 
compensation.  All  bands  would  fit  within  a  +4  dB  error  margin  if 
cable  and  waveguide  lengths  are  not  unduely  changed  from  those 
assumed. 

The  errors  in  Bands  8  through  11  can  be  compensated 
to  well  within  +_2  dB  by  using  tunable  gain  equalizers  similar  to 
the  Series  MMGE  made  by  Frequency  Engineering  Laboratories  of 
Farmingdale,  N.J.  Units  are  available  with  any  number 'of  channels, 
each  tunable  over  a  500  MHz  range  and  adjustable  for  0  to  20  dB 
insertion  loss.  Units  for  lower  frequencies  are  probably  avail¬ 
able  from  other  sources.  There  is  adequate  sensitivity  margin 
in  the  System  to  accommodate  lossy  equalizers. 
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c. 


Extrapolation  of  Measurement  Distances 

EMI  radiated  emission  measurements  made  under  an 
Intrasystem  Electromagnetic  Characteristics  Requirement  (APPENDIX  I) 
will  be  made  in  a  shielded  enclosure  at  a  distance  of  1  meter  (.mj, 
the  same  as  presently  required  under  MTL-STD-461 .  To  apply  the  data 
to  real-life  situations  where  separation  distances  between  emitter 
and  receptor  equipments  are  seldom  exactly  1  meter,  a  means  for 
extrapolation  must  be  applied.  In  the  present  IEMCAP  case-to-case 
coupling  model,  coupling  is  assumed  to  change  in  proportion  to 
Dg/D^  where  D  is  the  separation  between  equipment  cases  and  Dg  is 
the  specified  distance  at  which  emission  measurements  were  made 
(generally  1  meter).  This  inverse-cube-law  assumption  is  used  at 
all  frequencies  between  14  kHz  and  18  GHz,  and  at  all  distances 
greater  than  1  meter.  No  correction  (IEMCAP  defaults  to  D  =  Dg) 
is  used  in  IEMCAP  for  distance  less  than  1  meter. 

The  inverse  cube-law  asssumption  is  fairly  accurate  at 
separation  distances  up  to  0.1  wavelength.  At  greater 
separations,  the  rate  of  field  attenuation  changes  rather  abruptly 
to  the  much  lower  rate  of  Dg/D.  This  means  that  in  the  most 
commonly  encountered  range  between  1  and  10  meters,  the  inverse 
cube-law  assumption  presently  used  in  IEMCAP  is  only  accurate  for 
frequencies  below  approximately  30  MHz.  At  higher  frequincies, 
particularly  in  the  microwave  and  millimeter  ranges  where  typical 
separation  distances  can  be  equivalent  to  hundreds  of  wavelengths, 
levels  calculated  using  the  inverse  cube-law  assumption  at  10 
meters  can  be  40  dB  too  low.  This  is  unfortunate  because  IEMCAP 
is  supposed  to  provide  a  worst-case  analysis. 

The  equations  for  the  fields  from  small  (relative  to 
separation  distance,  d)  dipole  and  loop  antennas  are  well  docu¬ 
mented  and  will  be  used  in  the  following  derivations.  The  electric 
field  (E-field)  generated  by  a  small  dipole  antenna  will  be  con¬ 
sidered  first  because  the  E-field  is  a  field  component  of  major 
importance  at  all  frequencies.  The  magnetic  field  (H-field)  from 
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a  small  loop  antenna  can  be  important  at  low  frequencies  as  a 
component  independent  of  the  E- field  when  the  free -space  equation 
H  =  E/377  breaks  down  under  near-field  conditions,  and  will  also 
be  considered  for  completeness.  A  distance  transfer  function 
will  be  developed  which  is  independent  of  the  E  or  H  nature  of 
the  fields. 

The  derivations  which  follow  assume  transmitting  and 
receiving  antennas  oriented  for  maximum  coupling  and  ignore 
complications,  such  as  reflections  and  large  antennas.  There  are 
certain  orientations  of  the  transmitting  antennas  where  the  far- 
field  (1/D)  component  disappears  (9*0°)  but  the  near-field  (1/D^ 
and  1/D^)  components  still  remain,  and  certain  mutual  orientations 
(cross  polarization)  where  deep  nulls  occur  in  the  coupling;  however 
the  orientational  maximums  are  broad  and  the  nulls  are  sharp,  and 
may  be  ignored  in  a  worst-case  ar.alysis.  Reflections  can  cause 
a  6  dB  increase  in  field  strength  (assuming  only  one  major  reflection 
or  a  decrease  approaching  infinity.  Again,  the  increases  are 
locationally  broad  and  decreases  locationally  sharp  so  the  de¬ 
creases  can  be  ignored  in  a  worst-case  analysis.  The  possible 
increase  due  to  constructive  reflections  can  also  be  ignored  under 
the  rationalization  that  measurements  made  in  a  shielded  enclosure 
with  the  equipment  under  test  (EUT)  oriented  for  maximum  emission 
(or  susceptibility)  will  produce  results  representative  of  the 
intrasystem  situation.  Certain  precautions,  such  as  using  shielded 
enclosures  comparable  in  size  to  the  spaced  between  reflecting 
surfaces  in  the  system  environment,  are  in  order. 

The  assumption  of  small  antennas  in  the  following  deri¬ 
vations  means  that  the  derivations  are  not  applicable  to  all 
antennas  under  all  conditions.  The  derivations  are  applicable  +o 
any  antenna  in  which  the  current  element  (incremental  distance 
increments  along  current  carrying  conductors,  or  moments)  are  close 
together  in  comparison  to  the  distance  to  the  field  point  of 
interest  so  that  there  is  no  significant  difference  in  the  field 
attentuation  rates  between  current  elements.  In  general,  this  will 
be  true  of  any  antenna  operating  in  the  far-field,  or  Fraunhofer, 
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region.  A  widely  accepted  criteria  for  establishing  the  beginning 
of  the  far-field  region  is  that  Dp>_£^/\  where  Dp  is  the  distance 
to  the  field  point,  l  is  the  maximum  dimension  of  the  antenna 
apperture  1  and  A  is  the  wavelength.  At  this  distance,  the  antenna 
gain  is  94%  of  its  final  far-field  value  anc  there  are  no  gain 
inflection  points  with  increased  distance. 

The  antennas  used  in  the  hypothetical  Broadband  Measure¬ 
ment  System  are  small  enough  to  meet  the  above  far-field  criteria 
at  one  meter(m).  For  example, Dp  at  100  MHz  =  0.8m,  at  1  GHz  - 
0.9m,  at  10  GHz  -  0.8m  and  at  18  GHZ  =  0.04m.  Above  18  GHZ,  the 
System  uses  waveguide,  the  current  elements  are  back  in  the  mixers, 
and  the  far-field  distances  for  the  horn  antennas  are  a  few  centi¬ 
meters. 

Unfortunately,  the  equipment  under  test  (EUT)  is  not 
nearly  so  well  defined  in  its  roll  as  an  antenna.  If  the  fields 
emanate  from,  or  enter  through,  a  small  well-defined  area,  then 
the  small  antenna  criteria  will  apply  and  distance  extrapolation 
of  field  strength  will  be  straight  foreward.  If  in  moving  the 
measurement  antenna  (.or  susceptible  equipment)  away  from  one 
emanation  point  on  the  EUT  another  emanation  point  is  approached, 
then  difficulties  arise.  Ideally,  dimensions  of  the  EUT  should  be 
small  in  comparison  to  the  measurement  distance  for  the  field 
extrapolation  equations  to  apply  with  good  accuracy.  Realistically, 
the  field  extrapolation  equations  probably  apply  to  most  EMC 
situations  with  sufficient  accuracy  to  be  useful. 


Silver:  "Microwave  Antenna  Theory  and  Design,"  McGraw  Hill 
Radiation  Laboratory  Series,  1949. 


46 


E-Field  Extrapolation 


1) 

For  an  electrically  short  dipole  antenna,  the  E-field 
in  volts  per  meter  (V/m) at  a  distance  d  meters  (m)  as  received 
on  a  dipole  antenna  orthogonal  to  the  directional  propagation  is3: 


E 


IL  sin9 
4  ire 


+ 


(7) 


where  I  is  the  dipole  current  in  amperes,  L  is  the  dipole  length 
in  meters,  e  is  the  dielectric  constant  (permittivity)  of  the 
propagation  media  in  farads/m,  u>  =  2rrf  where  f  is  the  operating 
frequency  in  hertz,  c  is  the  velocity  of  light  in  meters/ second , 
and  9  is  the  angle  of  propagation  relative  to  the  dipole  axis. 


The  ratio  of  the  field  measured  at  a  distance  d  to  a 
field  measured  at  some  standard  distance  d~  is: 


iS-  +  -L 

c  d  cd4 
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Substituting  d  =  D  A,  where  D  is  the  separation  distance  expressed 
in  wavelengths  (A),  and  taking  the  standard  measurement  distance 
as  one  wavelength  so  that  dg=  A , Equation  (8)  becomes: 


jo)  +  1  .  1 

E  _  c2  DA  cD2AZ  jLp5A5 
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SKraus : "Antennas"  McGraw-Hill, 


1950,  page  135. 
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Taking  the  magnitude,  or  absolute  value: 


E 

_  1 

~r  2  2  2n2. 2  ^  f  2 
(c  -a)  A  D  J  +  (wcAd) 

ea 

D1 

7"2  2  2.2  ~  "72 

(c  -m  X  )  +  (wc  A) 

Substituting  10  =  2itc/A: 


1  f(l-4Tr2D^2  +  (2ttD)  21  .°  *  $ 

D1  [(1-4-n-2) 2  +  (2it)  2  J 

1_  [l  -  4tt2D2  +  16t4D41 
D-5  L  1  -  4irZ  +  16tt4  J 


1 

1520  D6 


_ 1 

38.5 


_ 1_ 

0.975 
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Converting  to  decibel  relationships  and  setting  -20  log  (C/Ex) 
=  A^,  the  E-field  attenuation  relative  to  measurements  made  at 
one  wavelength  is : 


^EA  =  ‘10  log10 


1520  D" 


38.5  D 


0.976  D 


7  dB  (9) 


2)  H-Field  Extrapolation 

For  an  electrically  small  loop  antenna,  the  H-field 
in  amperes  per  meter  (A/m)  at  a  distance  d  meters  (m)  as  received 
on  a  parallel  loop  antenna  is^ 

H  —  -  to  I A  s  in0  j — +  — - — y  -  — i — »•!  (10) 

[dA^  j2ird“  4ir^d  J 

where  n  is  the  number  of  turns,  I  is  the  current  in  amperes, 

A  is  the  area  in  square  meters,  9  is  the  angle  between  the  loop 
axis  and  the  receiver,  d  is  the  separation  distance  in  meters 
and  A  is  the  wavelength  in  meters. 

^Shelkunoff:  "Antennas -Theory  and  Practice,"  Wiley,  1952  page  320 
(notation  altered) . 
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The  ratio  of  the  field  measured  at  a  distance  d  to  the 
field  measured  at  some  standard  distance  d<,  is: 


1  +  1  1 
H  _  d\-  i  2-rrd^  X  4tt  d 

=  i — /  r  - 1~ 

^  7  7  ’  7  T 

dsA  j2Trdg\  4tt  dg 


(11) 


Substituting  d  =  DA  where  D  is  the  separation  distance  expressed 
in  wavelength  (A] ,  and  taking  the  standard  measurement  distance 
as  one  wavelength  so  that  d<,  =  A,  Equation  (11)  becomes: 


1  +  -  * 

H  _  DA7  i2TrD2A3  4tt2D3A3 
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Taking  the  magnitude,  or  absolute  value 
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Converting  to  decibel  relationships  and  setting  -20  log10(H/H<.) 
=  A„, ,  the  H-field  attenuation  relative  to  measurements  made  at 

n  A 

one  wavelength  is: 


ahx  =  -10  1Og10 


■ _ 1_ 

.1520 
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— i — jl 

1.976  D  J 


dB 


(12) 


which  is  identical  to  Equation  (9)  for  the  E-field.  Distance 
equations  to  be  developed  in  the  next  Subsection  will  apply 
equally  to  the  E  and  H  fields. 

3)  Distance  Transfer  Function 

Taking  into  account  the  square-root  submerged  in  the 

decibel  conversion,  Equations(9)  and  (12)  contain  three  terms, 

3  7 

the  first  varying  as  1/D  ,  the  second  as  1/D"  and  the  third  as 
1/D.  The  transition  from  1/D^  to  1/D  occurs  when  1520  D^  = 
0.976  D" ,  or  at  D.^  ^  =  0 . 1 592  X .  The  contribution  of  the  1/D2 
term  is  very  small  and  may  be  neglected  with  only  1.2  dB  peak 
error  as  illustrated  in  Figure  8,  in  which  the  difference 
between  Equations  (9)  or  (12),  with  and  without  the  middle  term, 
is  plotted. 

The  abscissa  in  Figure  3  is  in  terms  of  a  new  and 
useful  quantity,  the  dBX.  The  defining  equation  is: 

dB X  =  20  log10D  (13) 

which  is  simply  distance  in  wavelengths  expressed  in  decibels. 
Using  the  dBX,  exact  field  extrapolation  values  needed  can  be 
obtained  quite  simply  without  having  to  solve  a  cubic  equation. 

Starting  with  the  inverse-cube-law  to  inverse-first- 
power-law  transition,  D^^  =  0 . 1592  X=-16 . 0  dBX,  a  check  is  first 
made  to  see  if  a  given  separation  distance  is  in  the  inverse- 
cube-law  or  inverse-first-power-law  region.  This  is  done  by 
calculating  the  separation  distance  d,  in  dBX  as: 


20  log ^ qD  =  20  log1Qd  +  20  * 49  •  5  <iBX  U4) 
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where  d  is  the  given  separation  distance  in  meters  and  is 

the  frequency  in  MHz.  The  constant  -49.5  includes  the  velocity 
of  light  and  the  conversion  from  Hz  to  MHz.  If  20  log^D  is 
less  than  -16.0  dBX,  D  is  in  the  inverse  cube  law  region.  If 
20  log^gD  is  greater  than  -16.0  dBX,  D  is  in  the  inverse  first- 
power-law  (inverse-distance)  region. 

Next,  the  same  thing  is  done  with  the  standard  measure¬ 
ment  distance,  dg,  at  which  the  measurements  to  be  extrapolated 
were  made.  This  time: 

20  log10Dg  =  20  loglQds+20  log1QfMHz -49 . 5  dBX  (15) 
or,  if  the  standard  measurement  distance  is  1  meter: 

20  log10Ds  =  20  log10fMHz-49.5  dBX  (16) 

Again,  if  20  log^gDg  is  less  than  -16.0  dBX,  the  measurements 
were  made  in  the  inverse-cube-law  region,  and  if  greater,  in  the 
inverse -distance  .region. 

Using  D  and  Dg  in  decibels  from  Equations  (14)  and  (15), 
the  distance  transfer  function,  T^,  can  then  be  calculated  as: 

Td  =  mDg+(m-l) (15.9) -nD- (n-1) (15.9) 

-  C  ♦  C 
m  n 

=  mDg  -  nD  +  15.9(m-n)  -  Cm.+  Cn  dB  (17) 

where : 

n  =  3  if  D^-16  dBX,  or  nal  if  D>-16  dBX 
m  =  3  if  Dg<_-16  dBX,  or  m=l  if  Dg>-16  dBX 

The  constant  15.9  is  a  scale  factor  derived  from  Equation  (9) 
by  taking  the  square  root  of  the  first  term  (-5  log^g  1/1520  = 

15.9  dB) .  The  inverse  -  square  law  correction  factors  C  and  C  are 
obtained  by  entering  Dg  and  D  on  Figure  8.  (Cm  and  Cn  can  be 
neglected  with  only  1.2  dB  maximum  error.)  Adding  T^  in  dB  to  the 
field  strength  in  dBuV/m,  dBuV/m/MHz ,  or  dBuA/m  measured  at  the 
standard  distance,  dg,  in  meters  (usually  1  meter)  gives  the  field 
strength  at  the  new  distance,  d,  in  meters. 


As  an  example,  consider  an  emission  measurement  of 
67  dByV/m  made  at  10  MHz  under  standard  conditions  at  1  meter. 

It  is  desired  to  know  the  field  strength  that  would  exist  at 
10  meters. Using  Equation  (14): 

20  log10D  =  20  log10  10  +  20  log1Q  10  -  49.5 

=  20  +  20  -  49.5 
=  -9.S  dBX 

which  is  greater  than  -16  dBX and  therefore  in  the  inverse- 
distance  region  for  which  n*l. 

The  standard  .measurement  distance  in  dBX,  using 
Equation  (16)  is: 

20  log1QDs  =  20  log  1Q  10  -  49.5 

=  20  -  49.5 
=  -29.5  dBX 

which  is  less  than  -16  dBX  and  therefore  in  the  inverse-cube-law 
region  for  which  m=3. 

Using  Equation  (17),  the  distance  transfer  function  for 
this  example  is  calculated  as: 

Td  =  3(-29.5)-l(-9.5)+15.9(3-l)-(-0.2)+(-0.9) 

*  -88.5  +  9.5  +  31.8  +  0.2  -  0.9 
=  -47.9  dB 

which  agrees  closely  with  the  value  of  -47.8  dB  calculated  using 
Equation  (8)  as  a  check.  The  field  strength  extrapolated  to  10 
meters  is  thus  67  -  47.9  =  19.1  dByV/m,  or  19  dByV/m  keeping  only 
the  significant  figures  in  the  original  data. 

For  comparison,  the  inverse -cube -  law  assumption  presently 
used  in  IEMCAP  would  give  T^  =  20  log^g  Eg  =  20  log^l/lO-5  = 

-60  dB.  The  extrapolated  field  strength  would  be  67  -  60  = 

7  dBuV/m,  which  would  be  12  dB  too  low. 
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D.  Measurement  Techniques  -  Automated  and  Broadband 

Systems 

As  discussed  in  the  third  quarterly  report,  certain 
MIL-STD-461A  test  requirements  do  not  allow  for  automated  or 
broadband  test  techniques.  In  general,  the  tests  that  fall  into 
this  category  are  those  for  susceptibility.  Table  12  of  the 
Third  Quarterly  Report  lists  instances  where  automated  or  broad¬ 
band  test  techniques  cannot  be  used.  In  these  instances,  the 
best  alternative  is  to  revert  to  MIL-STD-462  measurement  pro¬ 
cedures,  which  are  essentially  manual.  However,  if  there  is  a 
way  to  automatically  monitor  the  equipment  under  test  for  degra¬ 
dation  effects,  then  the  test  may  be  automated  or  semi-automated 
by  using  Swept  sources.  Broadband  impulse  testing  is  used  for 
determination  of  susceptibility  to  electromagnetic  pulses  (EMP) 
in  terms  of  survivability,  but  such  techniques  have  not  been 
applied  in  EMC  testing. 

A  review  of  various  commercially  available  automated 
EMI /EMC  measurement  systems  was  conducted.  The  systems  reviewed 
were  built  by  Fairchild  (now  Electro -Metrics  Division  of  Penril 
Corp.),  Watkins -Johnson ,  or  put  together  from  available  test 
components  such  as  a  computer,  receiver,  calibration  devices  and 
display  unit.  The  upper  frequency  for  most  systems  is  either  1 
or  10  GHz.  Emission  testing  is  the  only  test  function  that  can 
be  performed  in  the  automated  mode.  The  savings  in  time  and 
manpower  for  emission  testing  is  impressive.  The  data  results 
may  be  plotted  out  in  final  technical  report  quality  by  the 
automated  system. 
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The  purpose  of  this  Standard  is  to  provide  uniform 
guidelines  to  all  Department  of  Defense  Agencies  for  the 
Electromagnetic  test  requirements  and  specification  levels  for 
all  systems  containing  electronic  and  electrical  equipments. 

The  Standard  provides  for  the  use  of  computer-based  analytical 
techniques  for  the  computation  of  intrasystem  electromagnetic 
compatibility  (EMC)  parameters.  Actual  testing  will  be  performed 
at  frequencies  and  system  points  that  are  revealed  as  problem 
areas  by  the  analytical  programs.  The  criteria  for  selecting 
these  parameters  are  described  in  the  Standard.  The  results  of 
the  use  of  this  Standard  will  be  the  compatible  electromagnetic 
performance  of  electronic  and  electrical  equipment  when  assembled 
into  a  system. 
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1.  SCOPE 

1.1  Scope  -  This  Standard  covers  the  requirements  and  test 
limits  for  the  analysis  and  measurement  of  the  intrasystem 
electromagnetic  interference  characteristics  of  military  systems. 
This  includes  the  electromagnetic  environment  created  by  the 
system  and  the  external  environment  the  system  is  expected  to 
operate  in. 

1.1.1  The  requirements  specified  in  this  Standard  are 
established  to: 

(a)  Insure  that  interference  control  is  considered 
and  incorporated  into  the  design  of  a  system. 

(b)  Enable  compatible  operation  of  the  system  in  a 
complex  electromagnetic  environment. 

1.1.2  This  Standard  shall  be  used  in  conjunction  with 
analytical  computer-based  electromagnetic  prediction  programs. 

The  data  used  as  inputs  to  the  program  will  be  obtained  from 
measurement  or  modeling  techniques  used  on  the  individual 
equipments  in  the  system. 

1.2  Units  -  This  Standard  requires  use  of  the  International 
System  of  Units  as  specified  in  MIL-STD-463. 

2 .  REFERENCE  DOCUMENTS 

2.1  The  following  documents  of  the  issue  on  date  of  invi¬ 

tation  for  bids  or  request  for  proposal,  form  a  part  of  this 
Standard  to  the  extent  specified  herein: 

SPECIFICATIONS 

MILITARY 

MIL-C-45662  -  Calibration  of  Standards. 

STANDARDS 

MILITARY 

MIL-STD-461  -  Electromagnetic  Interference 
Characteristics  Requirements 
For  Equipment 

MIL-STD-462  -  Electromagnetic  Interference 

Characteristics,  Measurement  of 
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MIL-STD-463  -  Definitions  and  Systems  of  Units, 
Electromagnetic  Interference 
Technology 

MIL-STD-633  -  Mobile  Electic  Power  Engine 
Generator  Set  Family. 

MIL-STD-831  -  Test  Reports,  Preparation  of 

2.2  Other  Publications  -  The  documents  referenced  below 
form  a  part  of  this  Standard  to  the  extent  specified  herein. 
Unless  otherwise  specified  in  the  individual  equipment  specifi¬ 
cation,  the  issues  of  these  documents  in  effect  on  date-of- 
invitation  for  bids  or  requirests  for  proposals  shall  apply. 

SOCIETY  OF  AUTOMOTIVE  ENGINEERS ,  INC.  (SAE) 

SAE-ARP-936  -  Ten  microfarad  Capacitor 
SAE-ARP-9S8  -  Measurement  of  Antenna  Factors 
SAE-JS51  -  Measurement  of  Vehicle  Radio  Inter¬ 
ference  (30  to  400  MC) 

2 . 3  Computer  Programs  for  the  Prediction  of  Intrasystem 
Electromagnetic  Interference  -  The  following  is  a  list 

of  accepted  analytical  programs  that  may  be  used  with  this 
Standard : 

IEMCAP 


ETC.  (To  be  expanded  as  computer-based  EMC  programs 
become  available.) 

3.  DEFINITION  -  The  terms  used  in  this  Standard  are 
defined  in  MIL-STD-463. 

4.  GENERAL  REQUIREMENTS 

4.1  Application  of  Standard  -  The  requirements  of  this 

Standard  shall  be  applied  to  systems  that  contain  electronic, 
electrical  and  electromechanical  equipments  as  described  in  the 
following  paragraphs. 


4.1.1  Systems  -  A  system  is  a  complex  of  individual  components 
integrated  as  a  whole  to  provide  a  desired  function.  The  indi- 
vidual  components  may  be  electronic,  electrical  or  electro¬ 
mechanical  devices.  Examples  of  systems  are  aircraft,  tanks, 
ships,  computer  controlled  missiles,  etc. 

4.1.2  Equipments  -  Equipments  as  described  in  this  Standard 
are  either  electronic,  electrical  or  electromechanical  devices. 

Each  equipment  in  the  system  under  consideration  in  this  Standard 
should  have  a  complete  electromagnetic  data  package  based  on  the 
equipment  class  as  defined  in  MIL-STD-461,  Table  1. 

4.1.3  Equipments  Without  Electromagnetic  Data  -  When  equip¬ 
ments  are  to  be  included  in  the  system  that  have  not  been  tested 
to  MIL-STD-461,  then  either  the  equipments  should  be  tested 
(approved  broadband  methods  may  be  used)  before  system  evaluation 
under  this  Standard,  or  if  this  is  not  feasible,  then  the  electro¬ 
magnetic  characteristics  of  the  equipment  should  be  modeled  by  a 
competent  agency  and  used  under  this  Standard.  If  the  character¬ 
istics  are  modeled  then  the  emission  and  susceptibility  threshold 
levels  are  made  more  stringent  during  the  analytical  phase. 

4.1.4  System  Data  Required  -  Accurate  mechanical  and  electrical 
drawings  of  the  system  shall  be  available  for  the  analytical  phase 
of  system  test.  All  EMI/EMC  engineering  design  data  from  the 
manufacturer  of  the  system  shall  be  made  available  to  the  test 
agency.  This  shall  include  EMI/EMC  control,  frequency  management, 
wiring  and  circuit  design,  and  the  results  of  any  preliminary 
EMI/EMC  testing  or  analysis. 

4.1.5  System  EMI/EMC  limits  -  The  limits  under  this  Standard 
are  not  fixed  values  but  are  based  on  the  threshold  levels  of 
susceptibility  of  the  individual  equipments  that  make  up  the 
system,  the  electromagnetic  environment  that  is  generated  by  the 
system  equipments,  and  the  external  electromagnetic  environment 
that  the  system  shall  operate  in. 
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4. 1.5.1  Susceptibility  -  The  limits  shall  be  based  on  the 
MIL-STD-461  data  package  for  the  individual  equipments.  Limits 
shall  be  expressed  for  both  conducted  and  radiated  susceptibility 
levels  over  a  frequency  range.  The  conducted  limits  shall  be 
specified  for  both  the  power  and  signal  lines  of  the  equipment. 

The  radiated  limits  shall  be  specified  at  radius  of  one  meter 
from  the  equipment. 

4.1.5. 2  Emission  -  The  limits  shall  be  based  on  the  MIL-STD-461 
data  package  for  the  individual  equipments.  The  emission  levels 
shall  be  compared  to  the  susceptibility  levels  of  all  potentially 
susceptible  equipment  in  the  system.  Emission  levels  in  the 
environment  that  the  system  is  to  operate  in  shall  also  be 
compared  to  the  susceptibility  levels. 

4. 1.5. 3  Limit  Conformance  Using  Analytical  Technique  -  One  of 
the  computer  programs  specified  in  Section  2.3  shall  be  used  to 
determine  conformance  to  the  conducted  and  radiated  suscepti¬ 
bility  and  emission  limit  levels.  If  MIL-STD-461  data  has  been 
used  in  the  computer  program  for  all  of  the  system  equipments, 
and  susceptibility/emission  margins  are  calculated  to  be  at  least 
10  dB,  no  further  testing  is  required  and  the  system  is  considered 
compatible.  If  MIL-STD-461  data  packages  were  not  available  for 
all  equipments,  then  the  calculated  susceptibility/emission 
margins  with  respect  to  those  equipments  must  be  at  least  20  dB 

to  obviate  further  testing. 

4.2  EMI/EMC  System  Analysis  and  Test  Plan  -  The  system 

analysis  and  test  plan  shall  detail  the  means  and  application  of 
the  analytical  and  test  procedures.  The  plan  shall  include  but 
not  be  limited  to  the  following: 

(1)  Description  of  the  analytical  computer 
program  to  be  used. 

(2)  The  MIL-STD-461  data  package  available 
for  each  of  the  equipments  in  the  system. 
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(3)  The  susceptibility  and  emission  level  limits 
(both  conducted  and  radiated)  for  each  equipment. 
This  shall  be  described  graphically  from  14  kHz 
to  100  GHz  in  units  of  dBpA  for  conducted  levels 

'  and  dBpV/m  or  dBpA/m  for  radiated  levels. 

(4)  The  expected  electromagnetic  environment  for 
the  system.  This  shall  be  described  from 

14  kHz  to  100  GHz  in  terms  of  dByV/m  or  dBpA/m 

(5)  The  criteria  that  shall  be  used  to  determine 
whether  system  EMC/EMI  testing  shall  be  necessary. 

(6)  If  testing  is  necessary,  the  criteria  that  shall 
be  used  to  determine  test  points,  frequency 
ranges,  and  test  requirements. 

(7)  Test  techniques  to  be  used: 

(a)  Conventional 

(b)  Automated 

(c)  Broadband 

(S)  The  resources  necessary  to  perform  the  testing 
in  terms  of  test  instrumentation,  personnel 
and  time. 

(9)  Detailed  step-by-step  test  procedures  and  test 
setups  describing  the  test  techniques  to  be  used. 

(10)  An  accuracy  analysis  for  the  test  procedure 
elected. 

(11)  A  matrix  describing  the  limit  levels  for  each 
equipment  in  the  system  versus  frequency. 

This  shall  be  prepared  for  both  conducted  and 
radiated  conditions. 

(12)  Nomenclature,  serial  numbers  and  pertenent 
characteristics  of  test  equipment  (for  example, 
transfer  impedance  of  current  probes  and  antenna 
factors  for  antennas) . 

(13)  Methods  and  dates  of  last  calibration  of 
interference  measuring  equipment  and  calculations 
to  show  expected  accuracy  of  each  in  conformance 
with  MIL-C-45662 . 
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(14)  Dummy  loads,  filters,  dummy  antennas,  signal 
samplers,  and  similar  items  to  be  used  and 
their  description  (for  example,  VSWR, 
isolation  and  loss)  in  the  frequency  range  of 
interest.  In  addition,  a  tabular  or  graphical 
plot  of  the  complex  impedance  at  selected  test 
frequencies  of  all  reactive  loads  used  shall 
be  included. 

(15)  Readout  and  detector  functions  to  be  used  in 
measuring  equipment,  where  applicable. 

(16)  Nomenclature,  description  and  modes  of 
operation  of  the  system  under  test. 

4 . 3  System  Analysis  and  Test  Report  Format 

4.3.1  The  format  of  the  report  shall  be  as  specified  in 
MIL-STD-831. 

4. 3. 1.1  Cover  Page  -  A  cover  page  is  required. 

4. 3. 1.2  A  separate  appendix  shall  be  utilized  for  each  function 
required  by  this  Standard.  An  appendix  will  describe  in  detail 
the  analytical  program  used  in  the  task.  Appendices  shall 
include  the  analytical  results,  test  procedures,  original  data 
sheets,  graphics,  illustrations  and  photographs.  Definition  of 
specialized  terms  or  word  usage  shall  also  be  included  in  a 
separate  appendix. 

4.3.2  Content  -  The  technical  report  shall  contain  the  factual 
data  in  conformance  with  this  Standard  and  MIL-STD-831.  The 


report  shall  be  divided  into  two  major  sections,  analysis  and 
measurements.  The  analytical  results  shall  be  presented  and 
the  rationale  for  either  continuing  into  the  measurement  phase 
or  not,  presented.  The  measurement  phase  shall  be  completely 
described  along  with  the  reasons  for  selection  of  a  particular 
measurement  technique.  Details  of  the  measurement  procedures 
shall  be  presented  in  a  form  similar  to  that  required  for 
MIL-STD-461  testing.  Measurement  results  shall  be  summarized  in 
the  body  of  the  report.  All  raw  data  shall  be  included  in  an 
appendix  of  the  report. 


5.  DETAILED  REQUIREMENTS 

S . 1  Analytical  Programs 

A  requirement  of  the  analytical  program  is  that  it  have 
the  following  capability: 

(1)  Frequency  range  14  kHz  -  100  GHz. 

(2)  Accuracy  + 2  dB  for  both  conducted  and 
radiated  emission. 

(3)  Capacity  to  handle  the  number  of  test  points 
required  for  the  system  under  test. 

(4)  Capacity  to  handle  the  number  of  equipments 
in  the  system  and  the  complexity  of  their 
electromagnetic  signature. 

(5)  An  output  format  that  will  expedite  the 
decision  making  process  with  respect  to 
system  EMI/EMC  measurements. 

5  .  2  Measurement  Procedures 

Measurement  procedures  shall  be  described  in  the  EMI/EMC 
System  Analysis  and  Test  Plan.  Techniques  described  shall  produce 
the  required  data.  Frequency  accuracy  shall  be  + 2 %  and  amplitude 
accuracy  shall  be  +2  dB.  The  number  of  test  points,  frequency 
range  and  limit  levels  shall  be  determined  from  the  analytical 
results.  The  test  instrumentation  and  techniques  shall  be  capable 
of  providing  this  data. 

5 . 3  Limit  Levels 

When  measurements  are  performed,  the  limit  levels  are 
the  exact  susceptibility  levels  of  the  individual  equipments. 

The  frequency  range  of  susceptible  responses  found  by  analysis 
or  measurement  shall  be  considered  to  extend  above  and  below  the 
center  frequency  of  the  response  by  +20%,  or  by  the  actual 
susceptibility  profile,  whichever  is  greater. 
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APPENDIX  II 

RECOMMENDED  TEST  PROGRAM 


1.  RECOMMENDATION 

A  test  program  is  recommended  to  demonstrate  the  feasi¬ 
bility  of  the  draft  Intrasystem  Measurement  Standard  by  applica¬ 
tion  to  a  typical  system,  and  to  experimentally  prove  the  broad¬ 
band  measurement  techniques  can  provide  a  significant  portion  of 
the  electrical  data  required  for  implementation  of  the  Standard. 

2.  PROOF  OF  BROADBAND  MEASUREMENT  SYSTEM  PRINCIPLES 

A  breadboard  model  of  one  band  of  the  Broadband 

Measurement  System  for  radiated  emissions  shall  be  assembled 
and  demonstrated.  The  band  to  be  demonstrated  shall  be  selected 
as  appropriate  to  one  or  more  of  the  C-E  equipments  included  in 
the  data  base  assembled  in  Section  2  of  this  Appendix.  The 
equipments  on  which  the  selection  is  based  shall  be  available 
for  laboratory  testing. 

The  demonstration  equipments  shall  have  MIL-STD-461 
profiles  over  the  frequency  range  of  the  band  selected.  If 
these  profiles  are  pre-existing,  they  shall  be  verified  in  the 
actual  demonstration  setup  to  assure  validity. 

Measurements  shall  be  made  on  the  demonstration  equip¬ 
ment  with  the  Broadband  Measurement  System  and  the  results 
correlated  with  the  MIL-STD-461  data  obtained  with  standard 
test  equipment.  Response  to  both  narrowband  and  broadband 
emissions  shall  be  demonstrated. 

Measurements  shall  also  be  performed  and  documented 
on  the  breadboard  Broadband  Measurement  System  using  standard 
test  equipment  to  demonstrate  sensitivity,  frequency  response, 
broadband-to-narrowband  response  ratio,  dynamic  range,  response 
to  various  modulations  and  response  to  multiple  signals. 


3.  FEASIBILITY  DEOMONSTRATI ON  OF  DRAFT 

INTRASYSTEM  MEASUREMENT  STANDARD 

A  suitable  system  shall  be  selected  for  application 
of  the  draft  Intrasystem  Measurement  Standard.  The  choice 
shall  consider  such  factors  as  the  handling  of  and  access 
to  classified  information;  the  availability  of  adequate 

design  information  such  as  dimensional  drawings  detailed 
equipment  locations,  wire  runs,  etc.;  availability  of  EMI 
profiles  on  equipments  in  the  system  as  obtained  from  MIL-STD-461 
or  similar  measurements;  and  availability  of  equipments  in  the 
system  and  the  system  itself  for  laboratory  or  field  testing. 

The  draft  Intrasystem  Measurements  Standard  shall  be 
applied  to  the  system  selected.  A  data  base  shall  be  assembled 
suitable  for  IEMCAP  anlaysis.  Dimensional  data  shall  be  taken 
from  drawings,  or  measured  in-situ.  Electrical  data  shall  be 
taken  from  equipment  manuals,  records  of  MIL-STD-461  measurements, 
or  obtained  by  laboratory  measurements  in  accordance  with  MIL- 
STD-461.  Key  items  of  equipment  shall  be  available  later  for 
laboratory  verification  of  MIL-STD-461  results  using  the  Broadband 
Measurement  System  breadboard. 

The  system  selected  shall  be  tested  for  intrasvstem  EMC. 
A  test  plan  shall  be  prepared  for  demons v  . at  ion  of  the  degree  of 
EMC  within  the  communications -electronic  (C-E)  equipment  as 
installed.  All  systems  considered  shall  be  fully  operational  and 
shall  be  operated  in  all  likely  combinations.  Existance  of  EMC 
shall  be  considered  demonstrated  when  any  given  C-E  equipment 
operates  without  significant  malfunction.  Any  malfunctions 
observed  shall  be  documented  and  compared  with  performance  pre¬ 
dicted  by  analysis  in  accordance  with  the  Standard.  Any  mal¬ 
functions  predicted  but  not  observed  shall  also  be  documented. 
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Control  Microcomputer  Software  Flow  Diagram  for  Hypothetical 
Broadband  Measurement  System 
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Control  Microcomputer  Software  Flow  Diagram  for  Hypothetical 
Broadband  Measurement  System. 


CALIBRATE  (CAL, ERROR-CODE) 


Control  Microcomputer  Software  Flow  Diagram  for  Hypothetical  Broadband 
Measurement  System  (Continued) 
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SIGREAD  (MAX, CAL) 


Control  Microcomputer  Software  Flow  Diagram  for  Hypothetical  Broadband 
Measurement  System  (Continued) 
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ATTN:  CODE  2627 
Washington,  DC  20375 

Commander 

Naval  Ocean  Systems  Center 
ATTN:  Library 
San  Diego,  CA  92152 

Commander 

Naval  Surface  Weapons  Center 
White  Oak  Laboratory 
ATTN:  Library,  CODE  WX-21 

Commandant 
Marine  Corps 
ATTN:  CODE  LMC 
Washington,  DC  20380 

Headquarters 
US  Marine  Corps 
ATTN:  CODE  I NTS 
Washington,  DC  20380 
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Command,  Control  &  Communications  Division  01 

Development  Center 

Marine  Corps  Development  &  Education  Command 
Quantico,  VA  22134 


Naval  Telecommunications  Command  01 

Technical  Library,  CODE  9IL 
4401  Massachusetts  Avenue,  NW 
Washington,  DC  20390 

Naval  Air  Systems  Command  04 

CODE:  AIR-5332 
Washington,  DC  20360 

Dr.  T.  G.  Berl incourt  01 

Office  of  Naval  Research  (CODE  420) 

800  N.  Quincy  Street 
Arlington,  VA  22217 

AUL/LSE  64-285  01 

Maxwell  AFB,  AL  36112 

Rome  Air  Development  Center  01 

ATTN:  Documents  Library  (TSLD) 

Griffiss  ARB,  NY  13441 

USAFETAC/CBTL  01 

ATTN:  Librarian 
STOP  825 
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Air  Force  Geophysics  Lab  01 

L.  G.  Han  scorn  AFB 
ATTN:  LIR 
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HAFB,  MA  01731 
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ATTN:  EST 
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Air  Force  Systems  Command 
ATTN:  DLWA/Mr.  P.  Sandler 
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Washington,  DC  20331 
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Redstone  Scientific  Information  Center 
ATTN:  Chief,  Document  Section 
Redstone  Arsenal ,  AL  35809 

Commander 

MIRCOM 

ATTN:  DRSMI-RE  (Mr.  Pittman) 

Redstone  Arsenal ,  AL  35809 
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US  Army  Aviation  Center 
ATTN:  ATZQ-D-MA 
Fort  Rucker,  AL  36362 
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Fort  Huachua 

ATTN:  Technical  Reference  Division 
Fort  Huachua,  AZ  85613 

Commander 

US  Army  Electronic  Proving  Ground 

ATTN:  STEEP-MT 

Fort  Huachuca,  AZ  85613 

Commander 

US  Army  Proving  Ground 
ATTN:  STEYP-MTD  (Tech  Library) 

Yuma,  AZ  85364 

Di  rector 
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US  Army  Armor  Center 
ATTN:  ATZK-CD-MS 
Fort  Knox,  KY  40121 

Commander  01 

US  Army  Test  &  Evaluation  Command 
ATTN:  DRSTE-CT-C 

Aberdeen  Proving  Ground,  MD  21005 

Commander  01 


Harry  Diamond  Laboratories 
ATTN:  Library 
2800  Powder  Mill  Road 
Adel  phi,  MD  20783 
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US  Amy  Ballistic  Research  Labs 
ATTN:  DRXBR-LB 

Aberdeen  Proving  Ground,  MD  21005 
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ATTN:  DRXSY-MP 

Aberdeen  Proving  Ground,  MD  21005 
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CERCOM  Aviation  Electronics  Office 
ATTN:  DRSEL-MME-LAF(2) 

St.  Louis,  MO  63166 

Commander 
AVRADCOM 
ATTN:  DRSAV-E 
PO  Box  209 
St.  Louis,  MO 

Commander 

ARRADCOM 

ATTN:  DRDAR-LIN-S  (Bldg  95) 

Dover,  NJ  07801 
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ARRADCOM 

ATTN:  DRDAF-TSS ,  #59 
Dover,  NJ  07801 
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Fort  Monmouth,  NJ  07703 
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ERADCOM 

ATTN:  OELSO-L 

ATTN:  DElSO-l-S 

Ft.  Monmouth,  NJ  07703 


No.  of  CoDies 


■  / 


DISTRIBUTION  LIST  (COHTD) 


Address 


Project  Manager 
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ATTN:  TT-SE 
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•  Commander 
US  Army  Avionics  Lab 
AVRADCOM 
ATTN:  DAVAA-D 
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US  Army  Research  Office 
ATTN:  Dr.  Horst  Wittmann 
PO  Box  12211 

Research  Triangle  Park,  NC  27709 
Commander 

US  Army  Research  Office 
ATTN:  DRXRO-IP 
PO  Box  12211 

Research  Triangle  Park,  NC  27709 
Commander 

US  Army  Research  Office 

ATTN  DRXRO-PH  (Dr.  R.  J.  Lontz) 

Research  Triangle  Park,  NC  27709 
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US  Army  Inst  For  Military  Assistance 
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US  Army  Air  Defense  School 
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ATTN:  DRCOE 

5001  Eisenhower  Avenue 
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US  Army  Signals  Warfare  Lab 
Vint  Will  Farms  Station 
Warrenton,  VA  22136 

Commander 

US  Army  Si  ana  Is  Warfare  Lab 
ATTN:  DELSW-AO 
Vint  Hill  Farms  Station 
Warrenton.  '/A  22 i '86 

Commandant 

US  Army  Enqinear  School 
ATTN :  AT2A-TDL 
Fort  Bel  voir,  VA  22060 

Commander 

US  Army  Engineer  Topographic  Labs 

ATTN:  ETL-TD-EA 

Fort  Bel  voir,  VA  22060 

Commander 

US  Army  Logistics  Center 
ATTN:  ATCL-MC 
Fort  Lee,  VA  22301 

Commander 

TRADOC 

ATTN:  TDOC-TA 
Fort  Monroe,  VA  23551 
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US  Army  Training  l  Doctrine  Command 

ATTN :  ATCO-TH 

Fort  Monroe,  V A  23551 


No.  of  Copies 


01 


01 


02 


01 


02 


01 


02 


01 


01 


76 


Address 


Commander 
US  Amy  Garrison 
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Vint  Hill  Farms  Station 
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Night  Vision  &  Electro-Optics  Lab 

E RAO COM 

ATTN:  CELNV-D 
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Atmospheric  Sciences  Lab 
ERAOCOM 

ATTN:  DELAS-SY-S 

White  Sands  Missile  Range,  NM  83002 
Chief 

Office  Missile  Electronic  Warfare 
Electronic  Warfare  Lab,  ERADCOM 
White  Sands  Missile  Range,  NM  88002 

Chief 

Intel  Material  Development  &  Support  Office 
Electronic  Warfare  Lab,  ERADCOM 
Fort  George  G.  Meade,  MD  20755 

Commander 

US  Army  Ballistic  Research  Lab/ARRADCOM 
ATTN:.  DRDAR-T5B-S  (ST  INFO) 

Aberdeen  Proving  Ground,  MD  21005 
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ERADCOM 

ATTN:  OROEL-CT 
2800  Powder  Mill  Road 
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2300  Powder  Mill  R.ad 
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Headquarters  01 

Harry  Diamond  Laboratories 

ATTN:  DELHO-TD  (Dr.  W.  W.  Carter) 

2S00  Powder  Mill  Road 
Adel  phi,  MO  207S3 


MIT  -  Lincoln  Laboratory  01 

ATTN:  Library  (RM  A-082) 

PO  Box  73 

Lexington,  MA  02173 

NASA  Scientific  &  Tech  Information  Facility  01 

Baltimore/Washington  Inti  Airport 
PO  Box  S757,  MD  21240 

National  Bureau  of  Standards  01 

Bldg  225,  RM  A-331 
ATTN:  Mr.  Leedy 
Washington,  DC  20231 

Dr.  Clayton  Paul  01 

Electrical  Engineering  Dept 
University  of  Kentucky 
Lexington,  KY  40506 

Mr.  John  Spina  01 

RADC/RBCT 

Griffiss  AFB,  MY  13441 

Commander  01 


US  Army  Communications  Research  &  Development  Command 
ATTN:  DRDCO-SEI-A/Mr.  Sam  Segner 
Fort  Monmouth,  NJ  07703 

Commander  01 

US  Army  Communications  Research  i  Development  Command 
ATTN:  DRDCO-COM-D 
Fort  Monmouth,  NJ  07703 


Commander  _  15 
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